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Abstract 

Experimental  validation  of  neutron  fluence  models  of  fusion  events  at  the 
National  Ignition  Facility  is  necessary  to  predict  radiation  damage  to  measurement 
electronics.  Due  to  programmatic  and  facility  limitations,  traditional  neutron 
measurement  techniques  are  not  well  suited  for  this  application.  Notably,  a  low  cost  and 
passive  measurement  technique  that  provides  a  permanent  record  is  preferred.  A  detector 
was  designed  using  gadolinium  oxide  contained  within  an  aluminum  reservoir.  The 
reservoir  is  secured  by  a  thin  layer  of  Mylar  and  x-ray  film,  and  vacuum  sealed  in  a  light 
tight  package.  In  the  presence  of  a  thermal  neutron  flux,  the  gadolinium  atoms  absorb 
incident  neutrons  and  partially  de-excite  by  conversion  electron  emission.  The 
conversion  electrons  exit  the  gadolinium  oxide  layer,  penetrate  the  Mylar,  and  expose  the 
x-ray  film.  After  developing  the  film,  the  film  exposure  is  quantified  and  directly  related 
to  the  neutron  fluence.  The  configuration  was  sensitive  to  thermal  neutron  fluences 
between  1.43x10  and  1.43x10  n/cm  ,  and  could  distinguish  between  fluences  differing 
by  more  than  a  tenth  of  a  decade. 
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PASSIVE,  LOW  COST  NEUTRON  DETECTORS  FOR  NEUTRON 


DIAGNOSTICS  AT  THE  NATIONAL  IGNITION  FACILITY 


I.  Introduction 


1.1  NIF  Collaboration  and  Problem  Identification 

The  National  Ignition  Facility  (NIF)  at  the  Lawrence  Livennore  National 
Laboratory  is  a  multibillion  dollar  nuclear  physics  research  facility.  The  facility  uses  192 
terawatt  class  lasers  to  compress  a  pellet  of  deuterium.  The  pellet  collapses  under 
pressures  and  temperatures  similar  to  those  observed  in  stars  and  nuclear  weapons,  all  in 
a  billionth  of  a  second.  Under  these  forces,  the  deuterium  fuses,  resulting  in  an  enormous 
fluence  of  neutrons  which  ricochet  throughout  the  facility  and  are  moderated  and 
absorbed  by  a  2  m  thick  concrete  wall.  Within  the  target  chamber  where  the  fusion 
occurs,  the  neutron  fluence  can  reach  over  10“  neutrons  per  square  centimeter.  [1] 

NIF  researchers  are  concerned  about  neutron  effects  on  measurement  electronics. 
Immediately  after  a  shot,  the  facility  is  engulfed  in  a  sea  of  moderated  thermal  neutrons. 
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Unmoderated  fast  neutrons  can  also  travel  directly  from  the  fusion  event  and  pass 
through  shield  penetrations  designed  for  cables  and  measurements.  The  NIF  researchers 
have  produced  detailed  Monte  Carlo  models  of  neutron  fluences;  however,  these  models 
have  not  been  fully  validated  against  measurements.  In  order  to  make  accurate 
predictions  of  electronics  survivability,  the  NIF  team  requires  experimentally  validated 
models.  [2] 

A  test  plan  was  developed  to  perfonn  the  necessary  measurements.  A  few  critical 
design  constraints  were  identified.  First,  access  to  power  supplies  and  physical  space 
inside  the  facility  is  problematic.  Because  these  measurements  would  be  performed  by 
non-NIF  personnel,  they  could  be  displaced  on  short  notice  by  a  NIF-directed 
requirement.  Therefore,  only  passive,  nonelectrical  measurement  techniques  were 
considered  feasible.  Additionally,  the  facility  is  highly  radioactive  immediately  after  a 
NIF  pulse  due  to  activated  construction  materials.  This  causes  the  facility  to  be  shut 
down  to  workers  for  up  to  15  hours  post-shot.  Finally,  the  method  must  be  inexpensive, 
easily  reproduced,  and  portable.  This  allows  for  many  measurements  throughout  the 
facility,  and  with  it,  a  more  thorough  validation  of  the  NIF  team’s  neutron  fluence 
models. 

A  survey  of  traditional  measurement  techniques  was  conducted  to  identify  a 
method  fulfilling  the  requirements  mentioned  above.  Methods  requiring  arrays  of  pulse 
shaping  electronics  and  power  sources  were  eliminated  due  to  high  cost  and  the  necessity 
of  a  passive  measurement  technique.  This  included  fission  chambers,  self  powered 
detectors,  scintillators,  and  proportional  detectors.  Bonner  spheres  are  self-contained 
detectors,  but  retrieving  fluence  data  from  the  available  analog  detectors  would  be 
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problematic.  Foil  activation  was  also  considered.  Foil  activation  is  an  entirely  passive, 
cheap,  and  easily  reproducible  measurement  technique.  However,  because  the  facility  is 
inaccessible  for  a  long  time  after  a  shot,  a  significant  fraction  of  any  induced  activity  in 
the  foils  would  decay  before  samples  could  be  retrieved,  transported,  and  counted.  This 
loss  of  data  was  unacceptable.  Bubble  detectors  and  Cherenkov  detectors  were  rejected 
because  NIF  personnel  had  already  attempted  the  measurement  with  these  devices,  but 
were  unable  to  draw  satisfactory  data.  Finally,  track-etch  detectors  were  considered 
unfeasible  because  they  required  a  large  investment  in  automated  track  counting 
equipment. 

Thermoluminescent  dosimeters  (TLDs)  remained  as  a  viable  option.  They  are 
passive,  cheap,  and  do  not  lose  information  on  the  timescales  involved.  However,  it  was 
feared  that  the  link  between  TLD  reported  dosage  and  neutron  fluence  may  be  tenuous. 

If  a  fast  neutron  produced  a  higher  dose  in  the  TLD  crystal  than  a  slow  neutron,  the 
interaction  of  many  slow  neutrons  may  be  indistinguishable  from  a  few  fast  neutrons. 
Therefore,  a  system  that  was  sensitive  to  only  fast  or  thennal  neutrons  was  preferable. 

A  new  technique  fitting  these  constrictions  was  found  in  the  field  of  neutron 
radiography.  In  neutron  radiography,  neutrons  are  absorbed  by  a  material  known  as  a 
converter  which  subsequently  produces  ionizing  radiation.  This  ionizing  radiation 
exposes  a  film  emulsion,  and  the  exposure  can  be  quantified.  If  the  film  exposure  can  be 
directly  linked  to  neutron  fluence,  reliable  measurements  could  be  perfonned.  This 
method  is  passive,  and  depending  on  the  converter  material,  the  device  could  be  cheap 
and  sensitive  to  only  neutrons  of  a  certain  energy. 
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1.2  Statement  of  Short  and  Long  Term  Research  Goals 

NIF  researchers  desired  a  quantification  of  the  number  of  fast  neutrons  that 
penetrated  the  shield  and  could  damage  measurement  electronics.  In  the  areas  of  interest 
outside  of  the  bioshield,  the  researchers  expect  a  fast  neutron  fluence  of  approximately 
1000  neutrons  per  square  centimeter.  Unfortunately,  the  most  efficient  converter 
materials  typically  used  in  neutron  radiography  are  sensitive  to  thermal  neutrons,  and 
materials  sensitive  to  fast  neutrons  are  not  as  efficient.  A  method  using  alternating  layers 
of  neutron  moderators  and  detectors  was  proposed  which  could  perform  fast  neutron 
spectrometry  using  thermal  neutron  detectors.  At  the  desired  measurement  locations,  the 
NIF  researchers  expect  a  nearly  five  to  one  ratio  of  thennal  to  fast  neutrons,  making  a 
significant  source  of  background  radiation  to  which  the  detectors  would  be  sensitive.  A 
device  known  as  a  Beam  Purity  Indicator  (BPI)  was  incorporated  into  the  detector 
concept  to  distinguish  between  these  thennal  neutrons  and  the  fast  neutrons  directly  from 
the  source. 

The  scope  of  the  project  thus  grew  too  large  for  a  single  thesis.  It  was  decided  to 
partition  the  work.  Three  phases  were  envisioned: 

1.  Develop  the  neutron  radiography  technique  into  a  viable  thermal  neutron 
detection  method.  The  proposal  to  use  a  thermal  neutron  converter  material 
coupled  with  x-ray  film  is  not  suitable  for  fast  neutron  detection.  However,  it 
does  have  certain  attributes,  such  as  ruggedness,  passivity,  price,  and 
efficiency  which  are  desirable  in  a  thennal  neutron  detector. 

2.  Utilize  the  thermal  neutron  detection  method  to  create  a  neutron 
spectrometer.  If  the  thermal  neutron  measurement  technique  examined  here 
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proved  viable,  a  fast  neutron  spectrometer  could  be  constructed  using  the 
method  described  by  Bickley  et.  al.  [3] 

3.  Perform  measurements  at  the  NIF.  A  survey  of  the  NIF  building  could  be 
performed  using  the  spectrometer.  As  it  will  be  relatively  cheap  to  produce, 
many  spectrometers  would  be  spread  throughout  the  facility,  giving  a 
statistically  significant  data  set  for  model  validation. 

This  work  focused  on  the  first  phase  of  the  research.  Thermal  neutron  detectors 
were  constructed  using  x-ray  film  and  gadolinium  oxide.  The  response  of  the  film, 
measured  by  film  darkness  after  development,  was  correlated  to  known  thermal  neutron 
fluences.  This  data  was  used  to  create  a  simple  calibration  curve  which  can  be  used  to 
relate  the  measured  darkness  of  the  film  to  an  unknown  neutron  fluence.  Based  on  the 
programmatic  and  technical  requirements,  four  success  criteria  were  identified:  1) 
thennal  neutron  fluence  produces  a  quantifiable  change  in  the  film  darkness,  2)  the  film 
response  is  reproducible  between  separate  measurements  at  equal  fluence,  3)  the 
minimum  detectable  fluence  is  less  than  1000  neutrons  per  square  centimeter,  and  4)  the 
error  in  film  darkness  measurements  correspond  to  a  fluence  uncertainty  of  less  than 
±  10%.  This  method  failed  to  meet  the  last  three  objectives;  therefore,  the  next  phase  of 
the  project  is  not  recommended. 


5 


II.  Theory 


2.1  Neutron  Radiography 

Neutron  radiography  emerged  shortly  after  the  discovery  of  the  neutron  in  1932. 
German  researchers,  intrigued  by  the  penetrating  capability  of  the  neutron,  first  used 
neutron  beams  to  image  the  interior  of  objects  in  1935.  [4]  Since  then,  the  field  has  been 
standardized  by  ASTM  guidelines,  and  experts  hold  routine  international  conferences. 
Due  to  the  difficulty  of  obtaining  portable  neutron  sources,  neutron  radiography  has 
remained  relatively  small  compared  to  x-ray  radiography  and  is  reserved  for  unique 
applications. 

This  research  is  not  directly  focused  on  neutron  radiography.  Neutron 
radiography  is  used  for  the  nondestructive  testing  of  manufactured  pieces  to  examine 
hidden  internal  structures  visibly.  However,  the  process  of  producing  a  neutron 
radiograph,  and  the  underlying  physics  thereof,  form  the  basis  of  neutron  detection  using 
x-ray  films  and  gadolinium  oxide.  This  detection  mechanism  cannot  be  understood 
without  first  examining  the  science  of  neutron  radiography. 

2.1.1  Introduction 

Essentially,  neutron  radiography  is  the  imaging  of  neutron  attenuation  in  an 
object.  Similar  to  x-ray  radiography,  a  beam  of  neutrons  is  directed  through  the  imaged 
object  and  onto  a  film.  The  neutrons  scatter  and  are  absorbed  within  the  imaged  object. 
After  they  exit,  they  are  converted  into  ionizing  radiation  by  a  converter  material.  This 
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ionizing  radiation  is  then  absorbed  by  x-ray  film,  producing  an  image  indicative  of  the 
scattering  and  absorption  within  the  object.  The  end  result  is  a  change  in  the  film  density 
(a  measure  of  film  darkness)  proportional  to  the  localized  neutron  fluence.  Figure  1 
illustrates  the  process. 


Obj  ect 


<■ 

* 

< 

<r 

<■ 

<■ 

< 

<■ 


Neutrons 


Figure  1  -  Schematic  of  typical  neutron  radiography.  |4] 


Neutrons  pass  through  the  object,  and  are  attenuated  according  to  the  object’s 
isotopic  composition  and  density.  This  results  in  patterns  of  greater  film  exposure  in  the 
regions  of  lesser  attenuation,  and  lesser  film  exposure  in  regions  of  greater  attenuation. 
Because  elements  of  similar  atomic  number  can  have  very  different  attenuation 
coefficients,  differing  by  more  than  two  decades,  neutron  radiographs  can  distinguish 
features  that  x-rays  cannot.  [4]  As  an  example,  the  large  difference  in  thermal  neutron 
mass  attenuation  coefficients  of  uranium  and  plutonium  can  be  exploited  to  identify 
respective  regions  in  a  fuel  pellet.  Conversely,  in  an  x-ray  radiograph,  both  elements 
would  similarly  attenuate  the  penetrating  radiation  and  appear  identical  in  the  developed 
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image.  Neutron  radiography  is  commonly  used  for  testing  nuclear  fuel  rods,  aerospace 
components,  and  ordnance. 

Film  is  very  thin  compared  to  the  mean  free  path  of  neutrons  used  in  imaging. 
When  neutrons  do  interact  within  the  film,  they  are  unlikely  to  produce  a  secondary 
charged  particle  which  can  lead  to  an  image.  Therefore,  it  is  preferable  that  a  converter 
outside  of  the  film  first  absorb  neutrons  and  then  emit  some  type  of  ionizing  radiation  to 
interact  in  the  film.  Converters  are  made  of  materials  with  high  neutron  absorption  cross 
sections  and  produce  prompt  or  delayed  secondary  radiation.  Converters  are  often  foils 
made  of  gadolinium,  indium,  dysprosium,  or  gold.  [4] 

If  the  converter  produces  prompt  secondary  radiation,  the  film  must  be  exposed 
with  the  converter  and  the  object  to  be  studied.  This  process  is  known  as  direct  neutron 
radiography.  This  method  is  sensitive  to  background  gamma  radiation.  If  the  secondary 
radiation  comes  from  activated  atoms  within  the  converter  which  later  decay,  the 
converter  can  be  exposed  separately  from  the  film,  preventing  film  exposure  due  to 
background.  The  converter  is  then  transferred  to  the  film  and  allowed  to  decay, 
producing  radiation  which  exposes  the  film  and  produces  an  image.  This  process  is 
called  transfer  neutron  radiography.  [5] 

Two  types  of  films  can  be  used  in  neutron  radiography.  The  first  and  most 
common  is  x-ray  film,  to  be  described  later.  Alternatively,  nitrocellulose  film  can  be 
used.  While  x-ray  film  produces  an  image  by  a  photochemical  reaction,  nitrocellulose 
films  are  etched  by  heavy  charged  particles.  For  this  reason,  nitrocellulose  film  requires 
a  lithium  or  boron  converter  when  used  with  thermal  neutrons.  When  the  film  is  used  for 
fast  neutrons,  recoil  protons  are  produced  by  neutron  interactions  with  the  hydrogen  in 
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the  film.  These  recoil  protons  produce  etches,  and  so  a  converter  is  unnecessary.  In  both 
cases,  the  microscopic  etches  are  magnified  by  acid  erosion  and  counted.  The  density  of 
the  tracks  corresponds  to  the  neutron  fluence.  This  film  has  the  advantage  of  being 
insensitive  to  background  gamma  radiation,  but  is  extremely  flammable  and  difficult  to 
handle.  [4] 

Thermal  neutrons  are  most  commonly  used  in  neutron  radiography.  This  is 
because  interaction  cross  sections  for  thennal  neutrons  are  nearly  always  greater  than 
cross  sections  for  fast  neutrons  and  lead  to  sharper  images.  It  has  been  observed  that 
exposures  on  the  order  of  109  neutrons/cm2  generally  produce  images  with  acceptable 
contrast.  [4] 


2.1.2  Converters 

In  general,  good  converter  materials  have  a  high  neutron  absorption  cross  section, 
produce  large  quantities  of  ionizing  radiation  which  efficiently  expose  the  film,  and  are 
easy  to  handle.  In  this  research,  cost  was  also  a  factor.  Converter  thickness  and 
placement  with  respect  to  the  film  can  also  impact  the  efficiency  of  neutron  detection. 

The  most  common  converter  material  is  gadolinium.  Gadolinium- 155  and  157 
have  the  highest  absorption  cross  sections  of  any  stable  isotopes,  and  are  relatively 
abundant  in  natural  gadolinium.  After  absorbing  a  thermal  neutron,  these  isotopes 
produce  conversion  electrons  with  energies  well  suited  for  exposing  film.  Further 
discussion  of  gadolinium  will  be  provided  in  Section  2.3. 

The  versatility  of  dimensions,  specifically  thickness,  can  be  exploited  to  increase 
the  efficiency  of  the  system  for  neutron  detection.  According  to  [5],  “The  quantity  of 
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radiation  issuing  from  the  [converter]  must  increase  and  then  because  of  screening  and 
self  absorption  will  tend  to  attain  a  constant  value  for  a  rear  screen  and  decrease  for  a 
front  screen.”  Incidentally,  this  fact  can  be  used  to  make  the  converter-film  combination 
sensitive  only  to  neutrons  from  a  certain  direction.  The  relations  shown  in  equations 
(2.1)  to  (2.12),  motivated  by  [5]  and  [6]  but  derived  by  this  author,  illustrate  the  link 
between  thickness,  efficiency,  and  directionality. 

Figure  2  shows  a  schematic  of  the  two  possible  converter  configurations.  The 
rear  converter  configuration  will  be  considered  first,  and  only  in  the  case  of  direct  (that  is, 
prompt)  neutron  radiography.  Furthermore,  a  gadolinium-based  converter  will  be 
assumed,  but  the  final  conclusions  apply  to  all  converter  materials  emitting  prompt 
secondary  radiation. 


0  X; 


Volumetric  | 
Element 


a 


Converter  Film 


A.  Rear 
Converter 
Configuration 


0  Xj  Xj  Xf  x2 


B.  Front 
Converter 
Conti  aiiration 


Volumetric  | 
Element 


P 


Converter  Film 


Figure  2  -  Illustration  of  a  rear  and  front  converter  configuration. 
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In  both  figures,  a  differential  volumetric  element  is  shown.  The  differential 
reaction  rate,  dR ,  is  (ignoring  neutron  interactions  within  the  film) 

dR  =  </>(xj)'Zdxdy  dz  (2.1) 

where  (f)  (x-J  is  the  neutron  flux  in  neutrons/cnr-s  at  location  x„  E  is  the  macroscopic 
cross  section  of  the  converter  in  cm"1,  and  dx,  dy,  and  dz  are  the  differential  element 
dimensions  as  shown  in  Figure  2.  Accounting  for  exponential  attenuation  of  the  neutron 
flux  through  the  converter  yields 

dR  =  (/>(>e  ^x,  x‘ '  J.dx  dy  dz  (2.2) 

Here,  </>0  is  the  incident  flux,  xi  is  the  converter  thickness,  and  the  rest  of  the  symbols  are 
the  same  as  in  (2. 1).  To  simplify  the  derivation,  a  one  dimensional  system  (left/right 
movement  only)  will  be  used.  With  this  simplification,  the  total  number  of  absorptions 
within  the  converter  is 

R,  =  £  (2.3) 

In  (2.3),  dxi  is  the  differential  depth  into  the  converter.  The  total  number  of  electrons 
produced,  NeJ,  is  therefore 

e-^'hdx,  (2.4) 

where  y  is  the  conversion  efficiency  of  the  converter  material  for  a  given  radiation  type. 
For  gadolinium,  it  is  the  number  of  conversion  electrons  per  neutron  absorption. 

Now,  radiation  losses  must  be  considered.  There  are  two  loss  mechanisms.  First, 
assuming  isotopic  radiation,  the  conversion  electrons  or  gamma  rays  produced  by  neutron 
absorption  are  equally  likely  to  travel  left  or  right.  In  a  one-dimensional  model,  half  of 
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the  quanta  will  be  directed  away  from  the  film.  Next,  the  radiation  will  be  attenuated 
while  traveling  to  the  converter/film  boundary.  According  to  Hanns  [6],  electron 
attenuation  is  best  modeled  by  an  exponential  loss,  with  a  known  attenuation  rate,  a,  for 
the  given  material  (see  Section  2.4).  It  will  be  assumed,  as  per  [7],  that  the  x-ray  film  is 
thick  enough  to  register  all  of  the  incident  radiation.  Therefore,  the  number  of  electrons 
generated  in  the  converter  and  entering  (and  later  exposing)  the  film  is  given  by 


1  rxi 

-  r\j. 


e-a(Xl-X ,)  dx. 

e-'s  lost  in  converter 


half  travel 
rightward 

1  rx\ 

■ 


Xj'j 


dx. 


(2.5) 


Letting  S  represent  the  converter  thickness  and  integrating  yields 


properties  independent  of 
converter  thickness 


(2.6) 


Finally,  assuming  a  constant  converter  material  and  fluence, 

Aeoc(l-^(s+fl)5)  (2.7) 

Equation  (2.7)  shows  that  the  number  of  electrons  entering  the  film  increases 
asymptotically,  and  is  maximized  for  an  infinitely  thick  converter,  all  else  being  equal. 
Therefore,  “for  a  rear  screen  converter,  the  secondary  radiation  flux  at  the  film, 
independent  of  the  material  of  the  screen  and  the  energy  of  secondary  radiation,  increase 
with  increasing  thickness  and  attain  maximum  values  as  thickness  goes  to  infinity.”  [5] 
However,  this  is  not  true  for  a  front  converter.  Beginning  as  with  Equation  (2.1), 

dR  =  dx  dy  dz  (2-8) 
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Note  that  the  attenuation  is  ovcrx,  ,  not  (x,  -x;)  as  before.  This  is  due  to  the  differing 

geometry,  as  shown  in  Figure  2.  Assuming  a  one  dimensional  steady  state, 

R,  =  £"  t„e-^Zdx,  (2.9) 

The  number  of  electrons  arriving  at  the  film  boundary  after  isotropic  emission  and 
attenuation  in  the  converter  is 

N,  =  1  (2. 10) 

After  simplifying  and  integrating,  and  with  8  representing  the  converter  thickness 

-i  (  ~a8  ^ 

N.=-rtiz  — - —  (2-11) 

2  ^  L-a 

If  the  terms  with  no  dependence  on  thickness  are  held  constant, 

Ne  oc  [eTaS  -  e~^s  )  (2.12) 

These  results  are  summarized  below  in  Table  1.  Tyufyakov  [5]  and  Harms  [6] 
both  provide  corroborating  experimental  results  for  a  variety  of  converter  material, 
thickness,  and  film  combinations.  As  a  corollary  to  these  results,  if  the  thickness  is  quite 
large  compared  to  the  mean  free  path  of  the  neutrons  and  secondary  radiation,  the  film 
will  only  be  exposed  by  neutrons  traveling  from  the  source.  Backscattered  neutrons  will 
be  absorbed  a  short  distance  into  the  rear  of  the  converter,  and  associated  secondary 
radiation  will  not  reach  the  film.  This  allows  directional  discrimination.  Furthermore, 
optimal  efficiency  for  a  front  converter  configuration  is  very  difficult  to  achieve,  as  the 
maximum  efficiency  is  typically  on  the  order  of  15  pm  and  quickly  decreases.  [5]  A  rear 
converter,  however,  has  an  optimal  efficiency  at  infinite  thickness.  Maximum  efficiency 
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for  gadolinium  foil  converters  is  practically  achieved  near  25  pm,  with  increased 
thickness  neither  increasing  nor  decreasing  the  efficiency.  [6]  As  a  result,  if  the 
converter  is  a  rear  converter,  efficiency  can  be  maximized  easily  and,  after  a  very  small 
threshold  value,  is  relatively  insensitive  to  variations  in  thickness.  This  is  contrasted  to  a 
front  converter,  which  is  very  difficult  to  optimize,  and  any  error  in  thickness  leads  to 
enonnous  loss  of  efficiency.  These  results  will  be  important  for  the  detector  design,  to  be 
discussed  in  Section  3.1. 


Table  1  -  Converter  Performance  Characteristics 


Rear  Converter 

Front  Converter 

Dependence  of  Efficiency  on 
Thickness 

Aeoc(l-A(s+a)<?) 

N e  OC  -  e  ^S  ) 

Maximum  Efficiency 

(2  +  a)A(s+fl)d'=0 

8  —  oo 

Te~YS  -  ae~aS  =  0 

(  a 

in  — 

8=  ^ 
a-Y 

Limit  as  Thickness  Increases 

lim(l-e-‘E*“>q  =  l 

8->  00  V  / 

\im(e~aS  -e-™)  =  0 

5-8  00  V  / 

2.1.3  Beam  Purity  Indicators 

X-ray  film  is  sensitive  to  the  gamma  rays  that  are  concomitant  with  nearly  all 
nuclear  processes  producing  neutrons.  Gamma  background  radiation  is  nominally 
required  to  be  limited  to  one  photon  per  three  neutrons.  If  this  ratio  is  maintained, 
roughly  90%  of  the  film  darkening  should  be  due  to  neutrons,  and  10%  due  to  photons. 
[8]  However,  film  only  has  one  mechanism  of  response  to  the  radiation,  and  that  is  to 
become  darker.  This  makes  parsing  neutron  exposure  from  gamma  exposure  difficult. 
One  cannot  immediately  identify  if  a  region  of  film  exposed  with  a  converter  was 


14 


exposed  by  gamma  rays,  scattered  neutrons,  or  direct  neutrons.  This  can  be  problematic 
for  neutron  radiography,  as  gamma  rays  are  attenuated  much  differently  than  neutrons.  If 
a  high  gamma  exposure  component  is  not  identified,  a  neutron  radiograph  may 
inaccurately  indicate  areas  of  low  neutron  attenuation.  ASTM  has  developed  a  standard 
test  item,  known  as  a  Beam  Purity  Indicator  (BPI),  to  be  irradiated  with  the  converter- 
film  assembly  to  quantify  the  contribution  from  each  type  of  radiation.  [9],  [10] 

The  BPI  is  a  1  inch  x  1  inch  x  0.25  inch  block  of  polytetrafluoroethylene  (PTFE) 
embedded  with  two  disks  of  lead  and  two  disks  of  boron  nitride,  as  shown  in  Figure  3.  A 
large  hole  is  drilled  through  the  center  of  the  block.  One  disk  of  lead  and  one  disk  of 
boron  nitride  are  pressed  into  holes  drilled  near  two  comers  on  a  block  face.  The  process 
is  repeated  on  the  opposite  face,  flipped  so  that  no  disk  is  shielded  by  another,  and  one  set 
of  disks  will  lie  near  the  film  surface.  Cadmium  bars  are  place  on  either  face  of  the  block 
between  the  disks.  However,  these  are  used  to  qualitatively  analyze  the  collimation  ratio, 
a  factor  important  in  image  resolution.  Since  image  resolution  is  not  important  to  this 
research,  the  cadmium  bars  were  excluded. 


Figure  3  -  A  photograph  and  neutron  radiograph  of  a  BPI.  [  11]  The  orientation  of  the  BPI  is 
identical  in  each.  The  neutron  radiograph  shows  two  bright  lines  where  cadmium  bars  are  typically 

placed. 
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According  to  the  designer  of  the  BPI  [12],  the  materials  and  dimensions  of  the 
device  were  specifically  chosen  for  their  attenuation  characteristics  of  gamma  rays  and 
neutrons.  PTFE  and  lead  are  nearly  transparent  to  thermal  neutrons,  but  the  lead  blocks 
most  gamma  rays.  Similarly,  PTFE  and  boron  are  transparent  to  gamma  rays,  but  boron 
blocks  almost  all  thermal  neutrons.  Placing  two  lead  disks  in  the  device  allows  for  a 
comparison  between  high  and  low  energy  gamma  content.  Both  lead  disks  block  low 
energy  gamma  rays,  and  many  high  energy  gamma  rays.  High  energy  gammas  are  likely 
to  cause  pair  production  in  the  lead.  The  lead  disk  far  from  the  film  will  produce 
511  keV  pair  production  gammas  that  radially  disperse  and  do  not  expose  the  film,  but 
the  lead  disk  nearest  the  film  will  produce  the  same  gamma  rays  sufficiently  near  the  film 
to  cause  exposure.  Comparison  of  the  two  regions  gives  an  indication  of  the  high  energy 
gamma  content  of  the  beam,  while  the  difference  between  the  lead  disks  and  the  PTFE 
shadows  indicate  the  exposure  due  to  low  energy  gamma  radiation. 

Determination  of  the  direct  and  scattered  neutron  contributions  is  based  on  the 
images  of  the  boron  disks.  The  disk  closest  to  the  film  prevents  both  scattered  and  direct 
neutrons  affecting  the  film.  The  disk  far  away  from  the  film  surface  blocks  direct 
neutrons,  but  allows  scattered  neutrons  (that  is,  neutrons  that  are  not  normal  to  the  plane 
of  the  converter)  to  reach  the  converter  layer.  These  two  exposures  give  an  indication  of 
the  contribution  from  each  neutron  source.  [12] 

Quantitative  analysis  is  performed  by  film  density  measurements  (see 
Section  2.5.3),  with  the  knowledge  that  film  density  is  linear  with  the  logarithm  of 
radiation  fluence.  No  synergistic  effects  have  been  observed  between  these  radiation 
types.  [7]  Table  2  gives  the  ASTM  equations  for  determining  each  contribution. 
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Table  2  -  ASTM  Equations  for  Radiation  Contributions  to  Film  Exposure 
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2.2  Neutrons 


Neutrons  are  elementary  particles  of  an  atomic  nucleus.  They  have  a  mass  of 
1.00866501  atomic  mass  units,  and  no  charge.  Neutrons  are  unstable  outside  of  the 
confines  of  the  strong  nuclear  force.  Consequently,  free  neutrons  (3-  decay  into  free 
protons  with  a  half-life  of  10.6  minutes.  [13] 

Because  free  neutrons  are  unstable,  they  can  only  be  obtained  by  removal  from  a 
nucleus.  This  is  accomplished  by  exciting  a  nucleus  with  enough  energy  to  overcome  the 
binding  energy  securing  the  neutron.  [5]  A  specific  reaction  leading  to  the  production  of 
free  neutrons  will  be  presented  in  Section  2.2.2. 

Neutron  energies  are,  for  nonrelativistic  velocities,  given  as 

(2.13) 


Z7  \  /  2 

E  =  72  m"v 
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According  to  quantum  mechanics,  the  neutron,  as  any  other  elementary  particle, 
behaves  as  both  a  wave  and  a  particle.  The  wavelength  of  a  neutron  is  determined  by  the 
de  Broglie  formula: 

K=—  (2-14) 

mnVn 

where  h  is  Planck’s  constant,  4.13570x10'15  eV-s,  and  is  expressed  in  meters.  After 
substituting  the  kinetic  energy  of  the  neutron  and  the  value  of  Planck’s  constant,  the 
wavelength  as  a  function  of  energy  is 


X.  = 


2.86xlCT 


(2.15) 


Here,  En  is  in  eV,  and  X„  is  in  meters.  [5] 

Neutrons  are  conventionally  categorized  according  to  energy  and  typical 
interactions  with  matter.  Table  3  presents  four  common  neutron  classifications.  For 
comparison  to  these  wavelengths,  the  Bohr  radius  is  5.29x10"n  m.  [13]  Low  energy 
neutrons,  then,  can  potentially  interact  with  multiple  nuclei  in  a  compound 
simultaneously. 


Table  3  -  Neutron  Energy  Groups 


Energy 

Wavelength  from  Eq  (2.15),  m 

Cold 

<  5X 10'3  eV 

4.0xl0'10 

Thermal 

0.025  eV 

1 .8X 10'10 

Epithermal 

~  1  keV 

9.0xl0'13 

Fast 

100  keV  -  lOMeV 

9.0x10_14-9.0x10'15 
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2.2.1  Interaction  with  Matter 


Neutrons  are  only  affected  by  the  strong  nuclear  force.  Therefore,  interactions 
with  neutrons  occur  on  the  range  of  the  strong  nuclear  force,  or  about  10' 15  m.  Because 
the  wavelength  of  a  neutron  changes  with  its  energy,  the  type  of  interaction  with  a 
stationary  nucleus  also  varies.  High  energy  neutrons  have  shorter  wavelengths,  and 
behave  more  akin  to  a  particle  than  a  wave.  As  a  result,  high  energy  neutrons  are  likely 
to  collide  with  the  surface  of  a  nucleus.  Low  energy  neutrons  have  wavelengths 
commensurate  with  a  nuclear  radius.  As  such,  they  can  penetrate  the  surface  of  the 
nucleus  and  are  far  more  likely  to  be  absorbed.  [5] 

In  a  collision,  the  incident  neutron  transfers  a  portion  of  its  energy  to  the  target 
nucleus.  The  defining  characteristic  of  this  interaction  is  that  the  neutron  remains  free. 
In  an  elastic  collision,  total  kinetic  energy  is  conserved.  Inelastic  collisions  result  in  the 
conversion  of  kinetic  energy  to  excitation  energy  in  the  impacted  nucleus.  The  incident 
neutron  must  possess  a  threshold  amount  of  energy  to  excite  a  nucleus.  The  requisite 
energy  varies  depending  on  the  mass  and  nuclear  structure  of  the  target,  but  in  general, 
heavy  nuclei  require  hundreds  of  keVs,  while  light  nuclei  require  MeVs.  If  a  neutron 
does  not  have  the  threshold  amount  of  energy,  elastic  collisions  become  more  likely.  [5] 
The  energy  lost  by  a  neutron  can  be  detennined  using  classical  mechanics  and  assuming 
point  particles: 


M-+2MRmn  cos 6  +  mn 

Ail  /  .  ,  ,2 


[Mr  +m„y 


(2.16) 


Mr  is  the  mass  of  the  nucleus,  mn  is  the  mass  of  the  neutron,  6  is  the  deflection  angle,  and 
E  is  the  energy.  The  maximum  energy  is  lost  when  6  =  n,  and  greater  energy  losses  are 
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observed  in  collisions  with  low  mass  nuclei.  Scattering  is  therefore  used  to  remove 
energy  from  fast  neutrons  and  create  thermal  neutrons. 

If  a  neutron’s  wave  function  interacts  sufficiently  with  that  of  a  nucleus,  the 
neutron  is  absorbed.  Very  often,  this  absorption  leads  to  an  excited  reaction  product, 
which  then  de-excites  by  emitting  secondary  radiation  quanta  or  fissioning.  The  type, 
energy,  and  frequency  per  absorption  of  this  secondary  radiation  are  highly  dependent  on 
the  incident  neutron  energy  and  the  structure  of  the  nucleons  in  the  nucleus.  If  the 
reaction  is  described  as 

A  +  n — >  B  +  x  (2.17) 

then  the  energy  of  the  reaction,  called  the  Q-value,  is  calculated  by 

Q  =  [(Ma+mn)-{Mb  +  mx)y  (2.18) 

Equation  (2.18)  is  the  conservation  of  energy  of  the  reaction,  and  reflects  the  mass- 
energy  equivalence,  E  =  me 2 .  [13]  The  Q-value  can  be  less  than  zero,  indicating  an 
endothermic  reaction  requiring  a  threshold  neutron  energy,  or  exothermic,  indicating  a 
spontaneous  reaction  with  any  neutron  energy.  [5] 

Besides  energy,  other  quantities  are  conserved  in  a  reaction.  On  the  time  scale  of 
nuclear  reactions  (10‘16  s),  the  weak  force  can  be  neglected,  and  therefore  proton  and 
neutron  number  are  conserved.  The  angular  momentum  and  parity,  that  is,  spin  states  of 
nuclei  and  nucleons,  are  also  conserved.  [13]  This  is  an  important  consideration  that 
helps  to  determine  the  state  of  any  intermediary  composite  nucleus,  and  with  it,  type, 
energy,  and  frequency  of  emitted  radiation.  Details  of  the  spin  correlation  to  emitted 
radiation  will  be  illustrated  using  gadolinium  neutron  absorption  as  an  example  in 
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Section  2.3.  For  now,  it  is  expedient  to  describe  the  conservation  of  angular  momentum 
and  parity.  The  nuclear  spin.  If  of  a  capturing  state  is  detennined  by  the  orbital  angular 
momentum  £  and  the  spin  angular  momentum  s  of  the  incident  or  emitted  particle  added 
to  the  nuclear  spin,  I,Mrgef- 

If=I,tar8et+t+s  (2-19) 


and  the  parity  is  conserved  as: 

H)'  <2-2°) 

where  n i,target  is  the  initial  parity,  7Z/is  the  final  parity,  and  £  is  the  orbital  angular 
momentum.  According  to  the  laws  of  quantum  mechanics,  thermal  neutron  capture 
restricts  If  to  I,  ±  1/2,  and  Uf  =  tt,-.  [13] 

The  probability  of  any  interaction,  either  collision  or  absorption,  is  expressed  by 
the  reaction  cross  section,  a. 

R  =  a^L(/)  =  T(/)  (2.21) 

A 


where  R  is  the  number  of  reactions  per  unit  time  and  volume,  a  is  in  units  of  area,  p  is  the 
material  density,  Na  is  Avogadro’s  number,  A  is  the  atomic  mass  of  the  material,  and  (f)  is 
the  neutron  flux  in  neutrons/cm  -s.  [13]  X,  called  the  macroscopic  cross  section,  takes 
into  account  gross  material  properties,  and  has  units  of  inverse  length.  Essentially,  a  is  a 
measure  of  the  number  of  reactions  for  a  single  nucleus  per  incident  neutron.  When  this 
quantity  is  multiplied  by  the  number  of  atoms  in  a  volume  and  the  neutron  fluence,  the 
total  number  of  reactions  in  a  volume  is  obtained.  While  the  cross  section  can  be 
determined  from  theoretical  principles,  calculated  results  do  not  always  correspond  to 
experimental  values. 
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The  total  cross  section  is  merely  the  sum  of  partial  cross  sections  for  each  type  of 
reaction.  It  is  typically  measured  in  units  of  barns,  where  1  b  =  10'  cm  .  If  a  material  is 
a  compound,  rather  than  a  pure  element,  the  weighted  sum  of  the  cross  sections  is  taken 
to  give  the  total  material  cross  section.  This  is  a  mostly  accurate  method;  however,  slow 
neutrons  have  wavelengths  that  are  long  enough  to  penetrate  two  adjacent  nuclei  in  some 
compounds,  leading  to  correction  factors  that  are  molecule  dependent.  [5]  This  effect  is 
minimal,  and  will  be  ignored  for  this  work. 

2.2.2  Sources  of  Neutrons 

As  mentioned  previously,  free  neutrons  can  only  come  from  interactions  which 
excite  bound  neutrons  and  remove  them  from  a  target  nucleus.  There  are  four  primary 
methods  to  accomplish  this.  The  first  is  to  induce  fission  in  a  heavy  nucleus,  which 
causes  fission  fragments  and,  in  the  process,  free  neutrons.  The  second  is  from  fusion  of 
light  nuclei.  Next,  charged  particles,  especially  alpha  particles,  can  cause  the  ejection  of 
a  neutron  upon  collision  with  a  nucleus.  Finally,  if  a  very  high  energy  gamma  ray 
collides  with  the  nucleus,  its  energy  can  cause  nuclear  excitation  and  the  emission  of  a 
neutron.  In  this  research,  an  alpha  reaction  will  be  used;  specifically,  the  AFIT 
plutonium  beryllium  graphite  moderated  source. 

The  reaction  initiated  by  an  alpha  particle  and  resulting  in  a  free  neutron  can  be 
considered  as  (assuming  initial  kinetic  energies  are  negligible) 

AzA+\a^i%B  +  n  +  Q  (2.22) 

These  reactions  can  be  endothermic  or  exothermic,  depending  on  the  target  A.  Because 
alpha  particles  are  massive  and  charged,  they  must  have  enough  energy  to  penetrate  the 
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Coulomb  barrier  of  the  nucleus.  The  reaction  cross  section  accordingly  increases  with 
alpha  energy.  A  low-Z  target,  thus  having  lower  nuclear  charge,  also  increases  the 
reaction  cross  section.  Common  targets  therefore  are  lithium,  boron,  and  beryllium.  Of 
these,  beryllium  has  the  highest  reaction  Q-value  of  5.7  MeV.  [5] 

Alpha  particles  lose  energy  quickly  as  they  travel  through  a  material,  and  particles 
from  a  monoenergetic  alpha  source  will  have  a  distribution  of  energies  upon  reaching 
target  nuclei.  Complicating  the  matter  is  the  impossibility  of  making  a  completely 
homogenous  alpha  source  and  target  mixture,  causing  alphas  to  travel  different  distances 
before  interacting.  [14]  Therefore,  the  neutrons  emitted  from  an  (a,n)  reaction  will  also 
have  an  energy  distribution,  as  shown  for  a  plutonium  beryllium  source  below. 


Normalized  PuBe  Source  Spectrum 


Figure  4  -  A  PuBe  source  neutron  energy  spectrum.  [15] 
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Neutrons  are  freed  with  large  amounts  of  energy,  reflective  of  the  large  Q-values 
of  the  reactions  and  kinetic  energy  of  the  alpha  particles.  Obtaining  a  thermal  neutron 
flux  requires  moderation  of  these  fast  neutrons  by  elastic  scattering  within  a  material. 

The  maximum  energy  loss  of  a  neutron  during  an  elastic  collision  is  given  by  analysis  of 
(2.16).  Neutron  lethargy,  <f  shown  below,  has  been  introduced  to  express  the  average 
energy  loss  per  collision:  [16] 


2  A 


(2.23) 


In  (2.23),  A  is  the  mass  of  the  target,  n  is  the  number  of  collisions,  and  E  is  the  initial  and 
final  neutron  energy.  It  can  be  concluded  that  neutron  lethargy  is  inversely  related  to  the 
number  of  collisions  necessary  for  a  given  energy  decrement. 

Increasing  probability  of  elastic  scattering,  expressed  by  Es,  decreases  the  volume 
of  material  necessary  for  a  given  energy  loss.  Therefore,  materials  with  high  values  of 
are  better  moderators.  Another  consideration  is  that  as  neutron  velocity  decreases, 
the  probability  of  absorption  by  a  moderating  nucleus  rather  than  scattering  increases. 
Materials  with  low  macroscopic  coefficients  for  absorption  are  optimal.  The  best 
moderating  materials  are  those  that  have  a  high  c,Zs/Za.  For  comparison,  heavy  water  has 
a  ratio  of  5670,  while  graphite  is  192,  and  lead  is  0.62.  [5] 

Completely  moderated  neutrons  are  in  thermal  equilibrium  with  the  moderating 
material.  The  neutron  field  can  be  modeled  as  a  gas,  and  has  a  Maxwellian  energy 
distribution  based  on  the  temperature  of  the  moderating  material: 

(  i  Y/2 

/  (E)dE  =  Inn  -  ExlleElkTdE  (2.24) 

V  '  \nkT J 
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In  (2.24),  n  is  the  total  number  of  neutrons,  k  is  the  Boltzman  constant,  T  is  temperature, 
E  is  energy,  and  f  (E)  is  the  fraction  of  neutrons  with  energies  between  E  and  E+dE. 

[13]  This  is  an  approximation,  however;  the  actual  temperature  of  the  neutrons  is,  in 
general,  ten  degrees  higher  than  the  moderator  due  to  leakage  from  the  moderator  surface 
and  absorption  within  the  moderator.  [5] 

2.2.3  AFIT  Graphite  Moderated  Plutonium  Beryllium  Source 

The  AFIT  thennal  neutron  source  was  installed  in  1962.  The  PuBe  source  is 
housed  in  a  large  graphite  moderator  with  removable  stringers,  as  shown  in  Figure  5, 
“enclosed  by  an  attractive  aluminum  honeycombed  insulating  panel”.  [17] 

The  plutonium  in  the  source  alpha  decays  with  various  half  lives  and  energies 
depending  on  the  isotope.  Table  4  shows  details  for  each  of  the  long  lived  plutonium 
isotopes.  The  exact  isotopic  ratios  in  the  plutonium  source  are  unknown.  Importantly, 
Pu-241  decays  by  beta  emission  to  become  Am-241,  an  alpha  emitter.  As  isotopes  of 
Pu-241  decay  and  Am-241  quantities  increase,  additional  alpha  particles  are  produced  by 
Am-241  atoms,  resulting  in  an  increase  in  overall  neutron  flux.  The  growth  of  Am-241 
has  become  a  factor  over  the  time  since  installation  due  to  the  14  year  half  life  of  Pu-241. 
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Figure  5  -  AFIT  graphite  pile.  [17] 


Table  4  -  Important  Isoto 

pes  within  a  PuBe  Source  [18] 

Isotope 

Half  Life  (Years) 

Decay  and  Q- Value  (keV) 

Daughter 

Pu-238 

87.7 

a,  5593.2 

U-234 

Pu-239 

2.411xl04 

a,  5244.52 

U-235 

Pu-240 

6561 

a,  5255.67 

U-236 

Pu-241 

14.325 

P-,  20.78 

Am-241 

Pu-242 

3.75x10s 

a,  4984.7 

U-238 

Am-241 

432.6 

a,  5637.81 

Np-237 

In  2010,  the  source  was  calibrated  to  correct  the  1960  values  of  neutron 
production  rate  and  flux  within  the  pile  for  Am-241  accretion.  A  17%  gain  in  the  total 
source  strength  over  the  original  values  was  calculated,  increasing  from  approximately 
8.63 x  1 06  neutrons/s  to  l.OlxlO7.  [19]  Using  foil  activation  techniques,  the  thermal 
neutron  flux  was  detennined  at  the  locations  of  removable  stringers.  Table  5  presents  the 
experimental  fluxes  and  corresponding  uncertainties  reported  in  [19]. 
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Table  5  -  AFIT  Thermal  Neutron  Source  Measurements  [19] 


Position  Reference 

Approximate  Axial 
Distance  from  Source  (cm) 

Experimental  Flux  (n/cm2-s) 

Uncertainty  (±) 

2 

-5 

7945 

413 

3 

12 

9028 

469 

4 

32 

6778 

352 

5 

55 

3699 

193 

6 

75 

1728 

89 

7 

95 

808 

43 

2.3  Gadolinium 

Gadolinium- 155  and  157  have  the  highest  absorption  cross  sections  for  thennal 
neutrons  of  any  stable  isotopes,  at  approximately  60,000  b  and  255,000  b,  respectively. 
Even  though  these  specific  isotopes  fonn  less  than  a  third  of  the  atoms  of  natural 
gadolinium,  the  metal  is  extraordinarily  efficient  at  absorbing  thermal  neutrons.  Figure  6 
illustrates  this,  with  isotopic  abundances  from  [20],  and  cross  section  data  from  [21]. 
While  Gd-155  and  157  have  the  highest  cross  sections  of  gadolinium  isotopes,  Gd-158 
has  the  highest  natural  abundance.  The  cross  sections  of  Gd-155  and  157  are  so  large 
that  the  average  over  all  isotopes  is  still  very  near  the  cross  sections  of  Gd-155. 


27 


Figure  6  -  Cross  sections  of  Gd-155, 157, 158,  and  total  for  natural  gadolinium  as  a  function  of 

incident  neutron  energy. 


After  absorption  of  a  neutron,  Gd-155  and  157  frequently  emit  conversion 
electrons  capable  of  exposing  film.  For  these  reasons,  gadolinium  is  commonly  used  as 
an  efficient  and  effective  converter  for  neutron  radiography. 


2.3.1  Shell  Model 

The  angular  momentum,  or  spin,  of  a  nucleus  is  given  by  the  sum  of  the  orbital 
angular  momentum,  t ,  and  the  intrinsic  angular  momentum,  s,  so  that  j  =  i  +  s  .  The 
orbital  angular  momentum  is  determined  by  different  quantum  states,  or  shells,  which  can 
hold  a  certain  number  of  nucleons.  Furthermore,  the  spin  of  a  nucleon  is  1/2.  Therefore, 
for  a  given  shell,  two  values  of  angular  momentum  are  possible,  t  ±  1/2,  depending  on 
the  orientation  of  how  the  nucleon  fills  the  shell.  The  l  values  are  indicated  by 
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spectroscopic  notation,  with  l  =  0,1, 2, 3, 4, 5, 6  corresponding  to  s,  p,  d,  f,  g,  h,  and  i 
shells,  respectively.  A  g-shell  nucleon,  for  example,  can  have  a  spin  of  7/2  or  9/2. 

Another  factor  describing  the  state  of  a  nucleus  is  nuclear  parity.  This  is 
indicative  of  the  symmetry  of  the  wave  function  of  the  nucleus.  If  the  wave  function 
defining  the  nucleus  is  symmetric  (similar  to  an  even  function  such  as  cos(x)  ),  the 
nucleus  is  said  to  have  positive  parity;  if  it  is  symmetric  but  negative,  (such  as  sin(x)  ) 

there  is  negative  parity.  Parity  is  determined  by  the  shell  number  as  k  =  (-1)  . 

These  principles  allow  determination  of  the  overall  spin  of  a  nucleus,  and,  with  it, 
allowable  excitation  energies,  decay  mechanisms,  and  relative  stability.  In  general 
(barring  some  exceptions,  primarily  for  nuclei  between  150  and  200  atomic  mass  units), 
the  shell  model  predicts  that  the  spin  of  a  nucleus  is  detennined  by  unpaired  nucleons, 
with  protons  and  neutrons  being  considered  separately.  Paired,  that  is,  even  numbers,  of 
nucleons  are  modeled  as  having  opposing,  and  thus  cancelling,  spins.  This  creates  a 
more  stable  spin  state.  Spins  of  an  unpaired  protons  and  neutrons  are  summed  as 

\j\  \j\  +  72 1  (2-25) 

and  the  overall  nuclear  parity  is  given  by 

n  =  (-\f(-\f  (2.26) 

As  mentioned  previously,  angular  momentum  and  parity  of  both  the  target 
nucleus  and  incident  neutron  are  conserved  during  absorption.  Thennal  neutrons  can 
only  be  absorbed  in  a  particular  wave  state,  thereby  limiting  the  final  angular  momentum 
to  If  =  I,  ±  1/2,  and  n f=  n,-.  [13]  Table  6  and  Table  7  show  the  quantitative  analysis  of 
this  reaction  in  Gd-155  and  157,  calculated  by  (2.18),  (2.25),  and  (2.26).  The  results 
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were  verified  by  [22]  and  [23].  In  the  tables  below,  a  nominal  radiation  product  is  used 
to  indicate  that  the  energy  is  carried  away  by  either  a  photon  or  conversion  electron. 


Table  6  -  Thermal  Neutron  Absorption  in  Gd-155 


Reaction 

155Gd  +  n  -»  I56Gd*  -»  156Gd  +  Radiation 

Conservation 
of  Angular 
Momentum 
and  Parity 

3/2" 

±  1/2 

T  or  2" 

0+ 

Conservation  of 
Energy  and 
Mass 

154.9226  amu 

1.0087  amu 

155.9313  amu 

155.9221  amu 

8.536  MeV 

Table  7  -  Thermal  Neutron  Absorption  in  Gd-157 


Reaction 

157Gd  +  n  ->  158Gd*  -»  158Gd  +  Radiation 

Conservation 
of  Angular 
Momentum 
and  Parity 

3/2" 

±  1/2 

T  or  2" 

0+ 

Conservation  of 
Energy  and 
Mass 

156.8240  amu 

1.0087  amu 

157.9326  amu 

157.9241  amu 

7.937  MeV 

2.3.2  Spin,  Parity,  and  Nuclear  Decay 

The  precise  mechanism  of  de-excitation  for  a  nucleus  is  dependent  on  the  change 
in  spin  and  parity  during  the  transition.  Gamma  decay  and  conversion  electron  emission 
are  both  a  transition  of  energy  from  electric  or  magnetic  multipoles.  Multipoles  describe 
the  distribution  of  electric  and  magnetic  fields  around  the  nucleus,  and  in  turn  are  closely 
related  to  nuclear  angular  momentum.  Krane  [13]  provides  the  following  relation 
between  spin  change  during  de-excitation  and  contributing  multipoles: 

|/,.-//|<Z<|//+7/| 

A n  =  no;  even  electric,  odd  magnetic  (2.27) 

Aft  =  yes;  odd  electric,  even  magnetic 
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In  (2.27),  L  is  the  angular  momentum  of  the  transition,  such  that  total  angular  momentum 
is  conserved  by  I  f  =L  +  Ir  Note  that  L  here  is  the  change  in  angular  momentum,  which 

is  different  than  £  used  in  (2.25)  and  (2.26)  to  indicate  the  angular  momentum  of  a  shell. 
The  angular  momentum  change  is  also  the  order  of  the  multipole.  For  example,  a  nucleus 
transitioning  from  a  spin  of  3/2+to  5/2+  would  do  so  by  either  an  Ml,  E2,  M3,  or  E4 
multipole  de-excitation. 

The  order  and  type  of  multipole  de-excitation  is  directly  related  to  the  probability 
of  emitting  conversion  electrons,  which  are  responsible  for  film  exposure  in  this  research. 
Conversion  electrons  are  bound  electrons  whose  wave  functions  interact  with  and  gain 
energy  directly  from  the  nucleus.  As  a  result,  conversion  electron  emission  competes 
with  gamma  emission  for  decay  from  a  given  multipole.  If  the  conversion  coefficient, 
a  =  Ae  /  A  is  defined  as  the  ratio  of  conversion  electron  and  gamma  emission  decay 


constants  for  a  certain  energy  and  multipole  decay  (and  therefore  the  number  of  emitted 
conversion  electrons  to  gammas),  then  the  approximate  value  is  given  as 


for  a  magnetic  multipole  de-excitation,  and 


(2.29) 


for  an  electric  de-excitation.  In  both  equations,  Z  is  the  number  of  electrons,  n  is  the  shell 
of  the  electron  emitted  (K  =  1,  L  =  2,  M  =  3,  etc.),  L  is  the  order  of  the  multipole,  E  is  the 


energy  of  the  de-excitation,  me  is  the  mass  of  an  electron,  and 


is  the  fine 
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structure  constant.  [13]  From  these,  a  few  trends  can  be  noted.  First,  the  number  of 
protons  in  a  nucleus  greatly  affects  the  probability  of  a  conversion  electron  emission. 

The  conversion  coefficients  also  increase  substantially  with  an  increase  in  multipole 
order;  however,  this  is  offset  by  the  fact  that  high  order  multipoles  are  much  less  likely  to 
occur  than  low  order  multipoles.  Finally,  decay  mechanisms  resulting  in  large  excitation 
energies  tend  toward  gamma  emission,  excluding  the  possibility  of  conversion  electrons 
carrying  energy  on  the  order  of  MeVs. 

It  must  be  noted  that  the  excited  nucleus  rarely  decays  to  its  ground  state  directly. 
For  instance,  post-absorption  Gd-156*  does  not  decay  directly  to  Gd-156,  and  therefore 
the  spin  does  not  change  directly  from  2'  to  0+.  There  are  many  interstitial  nuclear  energy 
levels,  with  angular  momenta  greater  than  2.  [22]  Typically,  a  primary  set  of  high 
energy  gamma  rays  will  be  produced  that  quickly  shed  a  large  portion  of  the  excitation 
energy.  This  will  be  followed  by  lower  energy  decays  removing  the  remaining  energy. 

These  aspects  help  explain  conversion  electron  emission  from  Gd-156  and 
Gd-158.  After  an  initial  set  of  high  energy  gamma  emissions,  both  isotopes  complete  a 
final  set  of  low  energy  decays,  as  shown  in  Figure  7.  Most  of  these  decays  occur  on  the 
order  of  picoseconds.  [22]  [23] 
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Figure  7  -  Low  energy  decay  schemes  for  Gd-156  and  Gd-158.  [24]  Energies  are  in  keV. 


From  the  rules  shown  in  (2.27),  it  can  be  concluded  that  the  transitions  shown  in 
Figure  7  are  predominantly  due  to  E2  transitions.  This  is  because  there  is  no  parity 
change  in  the  transitions  (A;r  =  no) ,  and  I f  -7=2.  While  the  spin  change  is  limited  to 

between  6-4  =  2  and  6  +  4  =  10  for  the  highest  level  decay,  and  between  4-2  =  2  and 
4  +  2  =  6  for  the  middle  decay,  low  order  multipole  de-excitations  are  greater  than  1000 
times  more  likely .  [13] 

Knowledge  of  the  decay  schemes,  energies,  and  intensities  can  be  used  to 
determine  conversion  coefficients  for  these  two  isotopes.  Flarms  [24]  has  coupled  this 
information  with  cross  sections  and  isotopic  abundances  to  determine  conversion  electron 
production  rates  in  natural  gadolinium.  These  values  are  reproduced  in  Table  8  below. 
Note  that  the  energy  of  a  conversion  electron  is  the  transition  energy  minus  the  electron 
shell  binding  energy. 
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Table  8  -  Conversion  Electron  Production  in  Natural  Gadolinium.  [24]  Only  relatively  high 
intensity  transitions  (greater  than  4  electrons  per  100  neutron  absorptions)  are  shown. 


Source  Isotope 

Transition  Energy  (keV) 

Conversion  Electron 
Energy  (keV) 

Intensity  (electrons  per  100 
neutron  captures  in  natural  Gd) 

Gd-156 

89 

39 

4.19 

Gd-156 

89 

81 

4.97 

Gd-158 

79 

29 

9.82 

Gd-158 

79 

71 

26.80 

Gd-158 

79 

78 

6.17 

Overall,  for  every  100  neutron  absorptions  in  natural  gadolinium,  59.91 
conversion  electrons  are  produced  (including  low-intensity  transitions  not  shown  above). 
It  can  be  assumed  that  when  gadolinium  is  used  as  a  converter  material,  isotopic  emission 
will  result  in  approximately  30  electrons  traveling  in  the  direction  of  the  film.  This 
corresponds  to  the  nominal  30%  efficiency  reported  by  [4]  for  gadolinium  conversion 
screens. 


2.4  Electron  Transport 

Electrons  have  a  charge  to  mass  ratio  of  1822  elementary  charge  units  per  atomic 
mass  unit.  For  comparison,  a  proton  has  a  charge  to  mass  ratio  of  0.9928,  and  the  ratio 
for  an  alpha  particle  is  0.4998.  [13]  As  a  result,  when  an  electron  travels  through  matter, 
enonnous  Coulombic  forces  are  applied  to  a  very  small  mass,  resulting  in  very  large 
accelerations.  Work  is  performed  on  the  energetic  electrons  as  they  traverse  the  electric 
fields  of  constituent  atoms,  causing  a  gradual  reduction  in  kinetic  energy  and  the 
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concomitant  release  of  bremsstrahlung  photons  and  atomic  ionization.  Energy  can  also 
be  lost  by  collisions  with  bound  electrons.  The  end  result  of  these  enormous 
accelerations  and  progressive  energy  losses  is  a  random,  involute  path,  as  illustrated  in 
Figure  8. 


Figure  8  -  Example  electron  tracks  generated  by  the  CASINO  electron  transport  program. 
100  keV  electrons  were  simulated  in  a  lead  slab.  The  track  colors  change  with  energy  loss. 


The  ability  of  a  material  to  remove  energy  from  an  electron  is  known  as  the 
stopping  power.  The  total  stopping  power  is  given  as  a  differential  rate  of  energy  loss  per 
unit  length,  and  is  itself  a  function  of  energy.  That  is,  a  faster  electron  loses  less  energy 
than  a  slow  electron  for  every  unit  of  distance  traveled.  This  is  because  a  slow  electron  is 
more  likely  to  interact  with  the  material  than  is  a  fast  electron.  [25]  The  total  stopping 
power  of  a  material  is  the  combination  of  collisional  and  radiative  stopping  power,  as 
show  in  (2.30). 
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The  ratio  of  collisional  stopping  power  to  radiative  stopping  power  is  largely  a 
function  of  electron  energy  and  material  atomic  number.  Generally,  the  cloud  of 
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electrons  surrounding  a  nucleus  shields  passing  electrons  from  the  nuclear  charge. 
However,  high  energy  electrons  are  able  to  penetrate  this  cloud  and  interact  with  the 
nuclear  charge,  making  radiative  losses  likely.  For  heavy  atoms,  electrons  are  in  general 
bound  more  tightly,  making  collisional  losses  less  efficient.  The  relationship  between 
these  coupled  processes  is  expressed  empirically  by:  [25] 

(-dE/dx)  ,  ZE 

V _ had  ^  /o  o  ]  \ 

(-dE/dx)  oi  ~  800 

where  Z  is  the  atomic  number  of  the  material,  and  E  is  the  energy  of  the  electron  in  MeV. 
Radiative  losses  are  minimal  compared  to  collisional  losses  for  slow  (below  1  MeV) 
electrons. 

To  generalize  the  amount  of  energy  needed  to  remove  an  electron  from  an  atom, 
the  concept  of  mean  excitation  energy,  /,  has  been  introduced.  It  is  the  energy  required  to 
remove  an  electron  from  an  atom,  averaged  over  all  of  the  atom’s  shells  and  associated 
binding  energies.  The  mean  excitation  energy  for  low-Z  elements  is  lower  than  that  of 
high-Z  elements,  indicating  that  electrons  in  low-Z  elements  are  less  forcefully  bound. 
This  leads  to  easier  transfer  of  energy  from  low  energy  electrons.  As  a  corollary,  the 
mass  collisional  stopping  power  (that  is,  collisional  stopping  power  divided  by  material 
density)  generally  decreases  with  increasing  Z,  indicating  that  high-Z  materials  are  not 
efficient  at  collisional  stopping.  [26] 

While  in  general,  the  mean  excitation  energy  of  a  compound  is  simply  the 
weighted  average  of  the  excitation  energy  of  its  components  (known  as  the  Bragg 
additivity  rule),  a  few  factors  can  introduce  deviations.  First,  a  density  effect  has  been 
observed  where,  all  else  being  equal,  stopping  power  is  reduced  by  density.  According  to 
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ICRU  Report  37  [26],  the  passage  of  charged  particles  through  the  medium  can  polarize 
the  atoms  in  the  medium.  This  polarization  reduces  the  electromagnetic  field,  thus 
reducing  the  force  available  to  slow  the  passing  electron.  The  density  effect  is  due 
primarily  to  the  dielectric  response  in  the  material,  so  that  it  is  more  prominent  for 
conductors.  For  insulators,  a  threshold  electron  velocity  must  be  reached  before  the 
density  effect  occurs.  A  second  factor  is  that  the  strength  of  chemical  bonds  in  the 
compound  may  increase  or  decrease  the  mean  excitation  energy  compared  to  the  simple 
weighted  average  of  constituent  atoms.  However,  this  effect  is  minimal,  and  limited  to  a 
difference  less  than  ±  2%  in  most  common  compounds.  The  mean  excitation  energy  for 
elemental  media  and  many  compounds  can  be  retrieved  from  tables  such  as  [26].  For 
unlisted  compounds,  the  Bragg  additivity  rule  can  be  employed.  If  the  chemical  structure 
is  known  (for  instance,  the  presence  of  carbon  in  a  double  or  single  covalent  bond),  the 
excitation  energy  can  be  modified  for  greater  fidelity  by  using  the  listed  excitation 
energies  of  specific  element-bond  combinations.  The  density  effect  can  be  determined, 
when  applicable,  by  equations  presented  in  [26]. 

Incidentally,  the  Bragg  additivity  rule  is  also  applicable  to  stopping  powers,  as 
shown  below: 

siP  =  Y<™Asip),  <2-32) 

j 

Here,  ICRU  notation  has  been  preserved.  S  is  equivalent  to  ( dE  /  dx ) ,  and  is  divided  by 

material  density  to  be  density  independent.  The  weight  fraction  of  each  element  is 
denoted  as  w/.  The  Bragg  additivity  rule  applies  to  the  collisional,  radiative,  and  total 
stopping  powers  of  a  material. 
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The  range  of  an  electron  in  matter  is  approximated  using  the  continuous  slowing 
down  approximation  (CSDA).  In  this  approximation,  the  electron  energy  is  assumed  to 
decrement  continually  along  its  path,  rather  than  discretely  to  random  interactions.  The 
range  is  the  distance  the  particle  must  travel  until  all  of  its  energy  is  shed.  Notionally,  it 
is  represented  as 

R(T)<{lt)'dE  (2J3) 

Where  R  is  the  range,  T  is  the  kinetic  energy,  E  is  energy,  and  x  is  distance.  Equation 
(2.33)  cannot  be  evaluated  in  closed  form,  as  the  stopping  power  is  itself  a  function  of 
energy.  CSDA  ranges  are  solved  numerically,  and  listed  for  many  compounds  and 
elements  in  [26], 

Turner  [25]  provides  empirical  equations  for  determining  the  typical  distance  an 
electron  will  penetrate  a  low-Z  material.  For  an  electron  less  than  2.5  MeV, 

f?  =  0.412r1-2™541nr  (2.34) 

where  R  is  in  g/cm  and  T,  the  kinetic  energy  of  the  electron,  in  MeV. 

Harms  [6]  and  Garside  [27]  have  observed  good  experimental  fidelity  using 
simple  exponential  attenuation  to  model  electron  loss  and  penetration  in  a  material. 

These  models  are  based  on  experimental  evidence  that  the  average  energy  loss  per  unit 
thickness  remains  practically  constant  throughout  the  entire  penetration  depth.  [28] 
Empirically,  the  range  in  pm  is  given  by  [27]  as 
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where  K  and  n  are  constants,  E  is  in  keV,  and  p  is  in  g/cm  .  According  to  [28],  K  is  1 1 .5, 
and  n  is  1.35.  However,  [27]  gives  K  as  approximately  10,  and  n  in  a  range  between  1.35 
and  1.65. 

It  must  be  noted  that  the  values  of  penetration  range  and  attenuation  coefficient 
are  nominal,  and  given  as  a  guide.  For  example,  given  the  density  of  Mylar  as  1.39  g/cm3 
[29],  the  range  of  a  71  keV  electron  by  (2.34)  is  52  pm,  26  pm  by  (2.35)  with  K  =1 1.5 
and  n  =  1 .35,  and  82  pm  with  A  =10  and  n  =  1 .65.  The  CSDA  range  provided  by  [26]  is 
60  pm.  Although  it  is  impossible  to  analytically  detennine  the  attenuation  of  electrons  in 
matter  in  the  same  manner  as  neutron  or  photon  attenuation,  these  values  can  aid  in 
making  general  conclusions  about  material  performance. 


2.5  X-Ray  Film 

The  primary  mechanism  of  modem  film-based  imagery  is  a  photochemical 
reaction  in  silver  halide  salt  grains  which  converts  the  silver  from  crystalline  to  metallic 
form.  As  early  as  the  1500s,  silver  halide  crystals  (notably,  crystals  of  silver  bromide) 
were  observed  to  be  particularly  sensitive  to  light.  In  the  1800s,  French  scientists  used 
thin  layers  of  silver  halide  crystals  to  form  primitive  photographs.  The  process  has  since 
been  studied  and  perfected,  leading  to  the  production  of  modern  films. 

2.5.1  Construction 

The  vast  majority  of  materials  in  the  film  are  used  to  physically  support  and 
protect  the  sensitive  silver  halide  crystals.  There  are  typically  layers  to  reinforce  the  film, 
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suspend  the  silver  halide  crystals,  and  protect  the  fdm  surface.  [5]  These  are  the  base, 
emulsion,  and  protective  surface  layers,  respectively,  as  illustrated  in  Figure  9. 


Figure  9  -  Cross  section  of  a  double  emulsion  x-ray  film.  The  total  film  is  approximately  0.5  mm 
thick.  Thicknesses  are  not  shown  to  scale.  [30] 


The  base  is  often  formed  from  cellulose  acetate  or  polyester.  It  is  transparent  to 
ensure  that  photons  reach  both  layers  of  the  emulsion,  if  two  layers  are  present.  The  base 
provides  a  strong  skeleton  to  reinforce  the  thin  emulsion  layers.  [5] 

The  emulsion  layers  contain  the  silver  halide  crystals  in  a  gelatin  suspension.  The 
gelatin  is  an  organic  substance  produced  by  purifying  collagen  from  animals.  It  provides 
a  sturdy  matrix  to  uniformly  distribute  the  silver  halide  crystals,  while  also  being 
permeable  to  developing  chemicals.  The  silver  halide  crystals  in  the  suspension  are  less 
than  3  pm  in  length,  depending  on  the  film  type,  and  the  emulsion  layer  is  approximately 
10  pm  thick.  Silver  halide  forms  only  about  20%  of  the  volume  of  the  emulsion  layer. 
The  size  of  the  crystals  contributes  to  the  sensitivity  and  resolution  of  the  film,  as  small 
crystals  are  less  likely  to  be  exposed,  but  also  indicate  more  accurately  the  location  of 
photon  interaction.  Furthermore,  the  number  of  emulsions  influences  the  film  sensitivity 
and  resolution.  If  additional  layers  of  emulsion  are  added,  more  crystals  are  present,  thus 
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increasing  the  likelihood  of  a  photon  interacting  within  a  crystal  and  later  leading  to  a 
developed  image.  However,  this  also  leads  to  a  loss  of  resolution,  as  a  single  photon  may 
be  scattered  within  the  first  and  second  emulsions  and  produce  two  non-coincident 
development  centers.  [5] 

A  layer  of  hardened  gelatin  is  placed  over  the  emulsion  layer  to  protect  it  from 
scratches  while  also  providing  a  pathway  for  developing  chemicals  to  reach  the  silver 
crystals.  This  layer  is  about  1  pm  thick.  In  single  emulsion  films,  the  protective  layer  is 
only  on  one  side,  while  the  base  forms  the  back  side.  In  double  emulsion  films,  the  base 
is  in  the  center  of  the  film,  and  a  protective  layer  is  on  both  surfaces. 

The  gelatin  used  for  the  emulsion  and  protective  layers  is  made  largely  of  carbon, 
oxygen,  nitrogen,  and  hydrogen.  Importantly,  these  low-atomic  number  elements  have 
small  x-ray  attenuation  coefficients,  and  therefore  have  an  inconsequential  effect  on  the 
photon  interactions  in  the  silver  halide  crystals.  Neutrons,  however,  can  interact  with 
nuclei  of  these  elements  and  lead  to  reaction  products  (namely,  protons  from  the 
14N(n,p)14C  reaction)  which  expose  silver  halide  crystals.  The  silver  in  the  film  can  also 
absorb  incident  thermal  neutrons  and  decay  via  P-  emission.  Thus,  the  film  is  inherently 
sensitive  to  both  types  of  radiation,  although  the  exposure  due  to  neutrons  is  only  by  an 
intennediary  charged  particle,  and  significantly  lower  than  the  sensitivity  to  photons.  [4] 

2.5.2  Theory  of  Latent  Image  Formation  and  Development 

Although  silver  halide  based  photography  was  discovered  in  1839,  a 
comprehensive  theory  of  the  photochemical  reaction  occurring  within  the  film  was  not 
constructed  until  1938.  Before  this,  scientists  were  aware  that  the  primary  component  of 
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the  developed  image  was  metallic  silver,  and  that  an  unknown  process  transformed  the 
silver  halide  grains.  The  theory  explains  the  formation  of  the  pre-developed,  or  latent, 
image,  and  provided  a  framework  to  explain  certain  aspects  of  film  performance  to  be 
discussed  in  Section  2.5.3.  A  second  theory  describes  the  development  process,  which 
transforms  the  hidden  latent  image  into  a  visible  one. 

Silver  bromide,  the  usual  species  of  the  silver  halide  crystals  in  film,  exists  in  a 
face  centered  cubic  crystal  structure  similar  to  common  rock  salt.  The  silver  and  bromine 
form  an  ionic  bond,  with  the  bromine  becoming  negatively  and  the  silver  positively 
charged.  Impurities  and  interstitial  silver  cations  are  also  present  within  the  lattice 
structure.  According  to  the  theory,  incoming  photons  liberate  an  electron  from  a  bromine 
anion.  If  these  primary  electrons  have  sufficient  energy,  they  can  free  additional 
electrons  from  other  bromine  atoms.  Low  energy  electrons  combine  with  interstitial 
silver  cations  to  form  metallic  silver,  while  the  uncharged  bromine  becomes  gaseous  and 
is  absorbed  by  the  gelatin  of  the  emulsion.  Collections  of  metallic  silver  atoms,  known  as 
sensitivity  sites,  are  then  used  to  catalyze  a  reaction  which  converts  most  of  the  silver 
within  the  crystal  lattice  to  metallic  silver,  producing  a  developed  image. 

Early  researchers  realized  by  partially  exposing  and  developing  silver  bromide 
crystals  that  deposits  of  metallic  silver  were  found  at  discrete  locations  rather  than 
dispersed  evenly  throughout  the  crystal.  They  also  knew  that  impregnating  the  silver 
bromide  grains  with  silver  sulfide  tended  to  increase  the  film  sensitivity.  It  is  believed 
that  freed  electrons  traverse  the  lattice  until  they  came  to  an  electron  trap,  caused  by 
either  a  dislocation  in  the  lattice  or  a  silver  sulfide  molecule.  Once  in  the  trap,  the 
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immobile  negative  charge  attracts  free,  interstitial  silver  cations.  A  silver  cation  then 
migrates  to  the  trap,  combines  with  the  electron,  and  is  reduced  to  metallic  silver.  [31] 
According  to  [4],  approximately  7  eV  are  required  to  remove  an  electron  from 
bromine  in  the  lattice  structure.  Visible  light  accomplishes  this  by  the  photoelectric 
effect,  and  therefore  can  produce  a  single  electron  (and  therefore  a  single  silver  atom)  per 
photon.  Exposure  by  visible  light  requires  many  photons  interacting  within  a  relatively 
small  area,  as  a  single  grain  must  contain  at  least  five  collocated  silver  atoms  to  form  a 
sensitivity  site  capable  of  catalyzing  grain  development. 

Higher  energy  photons,  however,  are  more  likely  to  Compton  scatter  and  impart 
large  amounts  of  energy  to  many  electrons,  and  often  in  multiple  grains.  Consequently,  it 
is  not  the  direct  action  of  the  photon  that  exposes  the  grain;  rather,  the  high  energy 
Compton  electrons  passing  through  the  lattice  frees  other  electrons  which  travel  to  the 
electron  traps  and  form  metallic  silver.  A  single  Compton  scattered  electron  within  a 
grain  can  liberate  enough  secondary  electrons  via  collisional  interactions  to  make  the 
grain  developable.  Importantly  with  regard  to  neutron  radiography,  high  energy  electrons 
generated  outside  the  film  and  travelling  into  the  emulsion  layer  can  create  a  latent  image 
by  the  same  mechanism.  Nominally,  a  single  high  energy  (about  1  MeV)  photon  can  lead 
to  the  creation  of  sensitivity  sites  in  about  ten  grains.  [31] 

From  this  explanation,  it  may  appear  that  the  film  is  more  sensitive  to  high  energy 
photons  than  low  energy  photons,  since  many  low  energy  photons  are  required  to  make 
enough  metallic  silver  to  catalyze  development,  but  a  single  high  energy  photon  can 
accomplish  the  same  end.  However,  high  energy  photons  also  have  a  longer  mean  free 
path  through  the  film,  and  the  probability  of  interaction  is  much  lower  than  for  visible 
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photons.  As  a  result,  x-ray  film  is  sensitive  to  visible  light,  and  photographic  film  is 
sensitive  to  x-rays  and  gamma  rays.  The  specific  difference  between  the  two  types  of 
film  is  proprietary.  It  is  suspected  that  the  crystals  in  x-ray  film  are  larger  and  dispersed 
differently  in  the  emulsion  layer.  Exact  details,  however,  are  unknown  outside  of  the 
film  manufacturers,  and  vary  among  film  types  and  suppliers.  [32] 

Once  the  sensitivity  sites  are  created  on  the  surface  of  the  grains,  the  film  retains  a 
permanent,  though  still  sensitive  and  invisible,  record  of  the  photon  interactions. 
Development  transforms  this  into  a  stable,  visible  image.  During  the  development 
process,  developing  chemicals  are  oxidized  and  transfer  electrons  to  the  silver  cations 
still  in  the  crystal  lattice.  However,  this  reaction  cannot  happen  in  the  absence  of  the 
sensitivity  sites.  While  the  exact  mechanism  is  still  in  doubt,  it  is  hypothesized  that  the 
sensitivity  sites  on  the  surface  of  the  grain  act  as  conduction  pathways  for  electrons  to 
access  and  reduce  silver  cations  in  the  lattice,  thereby  catalyzing  the  transformation  from 
silver  bromide  to  metallic  silver.  Filaments  of  black  metallic  silver  form  the  visible  and 
permanent  image.  After  development,  the  bromine  from  the  grains  is  carried  away  by  the 
developing  chemicals,  and  the  remaining  silver  is  retained  in  the  emulsion  gelatin.  The 
film  is  no  longer  sensitive  to  radiation  or  light.  Amazingly,  the  developer  transforms  a 
sensitivity  speck  of  approximately  ten  silver  atoms  into  the  complex  filament  structure 
containing  about  109  silver  atoms. 

After  the  developer  creates  the  silver  filaments,  a  chemical  known  as  fixer  is  used 
to  remove  the  remaining  silver  bromide  grains  which  had  no  sensitivity  sites,  and 
therefore  were  not  sufficiently,  or  at  all,  exposed.  To  do  this,  the  fixer  molecules 
combine  with  the  silver  cations  to  form  soluble  salts.  Ideally,  the  fixer  does  not  affect  the 


44 


metallic  silver  filaments  in  the  emulsion.  A  washing  step  in  tap  water  removes  the 
remaining  silver  salts,  leaving  a  visible  image.  [31] 

Because  the  development  process  is  a  chemical  one,  factors  such  as  temperature, 
chemical  concentration,  time,  and  agitation  can  have  enormous  effects  on  the  quality  and 
level  of  development.  High  temperatures  of  the  developer  can  cause  the  conversion  of 
grains  with  no  sensitivity  sites,  while  high  fixer  temperatures  may  result  in  the  loss  of 
converted  metallic  silver.  Automated  processes  are  frequently  used  to  standardize  these 
parameters  and  prevent  the  loss  of  an  image  to  improper  development.  [30] 


2.5.3  Performance  Characteristics 

In  a  square  centimeter  of  film,  one  could  expect  to  find  nearly  two  million  silver 
bromide  grains.  Even  though  only  a  small  fraction  of  these  grains  are  exposed  and 
developed,  quantifying  the  exposure  by  the  number  of  remaining  grains  is  impossible. 
Therefore,  in  order  to  determine  how  much  radiation  exposed  a  film,  the  concept  of  film 
density  was  created.  Film  density  is  a  measure  of  the  ratio  of  incident  versus  transmitted 
visible  light,  as  given  by 


D  =  log 


fr  A 


V  i  J 


(2.36) 


where  D  is  the  film  density,  Ia  is  the  intensity  of  the  light  incident  on  the  film,  and  /  is  the 
intensity  of  the  light  transmitted  through  the  film.  [5]  Obviously,  density  is  a  scalar 
quantity,  and  typically  ranges  between  zero  and  five.  Measurement  of  film  density 
requires  a  transmission  densitometer,  which  analyzes  about  2  mm"  of  film  per 
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measurement.  [30]  Densitometers  can  either  be  calibrated  to  the  light  from  an  x-ray  film 
viewing  box,  or  have  an  internal  light  source. 

The  relationship  between  film  density  and  exposure  is  quantified  in  charts  known 
as  characteristic  curves.  [5]  An  example  is  shown  in  Figure  10.  Importantly,  the 
abscissa  is  logarithmic  exposure,  with  exposure  in  units  of  quanta  per  unit  area  or  time,  if 
the  exact  flux  is  unknown.  In  neutron  radiography,  exposure  is  typically  measured  in 
neutrons/cm2.  These  curves  are  generated  by  exposing  a  series  of  films  to  a  known 
radiation  fluence  for  increasing  durations.  The  densities  of  the  films  are  measured,  and 
plotted  versus  the  overall  fluence  (the  product  of  the  known  flux  and  duration).  [33] 


Generally,  the  relationship  between  logarithmic  density  and  logarithmic  exposure 
(and,  for  that  matter,  the  transmission  ratio  and  ordinary  exposure)  is  linear.  At  low  and 
high  exposures,  this  linearity  fails.  Through  the  linear  range,  incoming  radiation  of  equal 
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energies  will  trigger  the  production  of  sensitivity  sites  in  an  equal  number  of  grains. 

When  a  large  portion  of  the  grains  have  already  been  exposed,  that  is,  when  the  exposure 
is  high,  the  probability  of  incoming  radiation  interacting  in  unexposed  grains  becomes 
much  smaller.  Energy  is  then  wasted  on  re-exposing  previously  exposed  grains, 
explaining  the  formation  of  the  “shoulder”  in  Figure  10.  Film  in  this  region  is  over¬ 
exposed.  On  the  opposite  end,  partial  development  of  unexposed  silver  bromide  grains, 
film  construction  materials,  and  film  handling  and  storage  conditions  contribute  to  a 
slight  darkening  of  the  film.  This  is  referred  to  as  background  film  fog,  and  indicates 
underexposure.  [31] 

Normally,  the  link  between  exposure  and  density  is  dependent  on  the  total 
fluence,  and  independent  of  the  magnitude  of  either  the  exposure  duration  or  flux.  This 
means  that  a  film  exposed  to  10  photons/cm  -s  for  1  s  will  exhibit  the  same  response  as  a 
film  exposed  to  10  photons/cnr-s  for  10  s.  This  behavior  is  known  as  the  Bunsen- 
Roscoe  reciprocity  law.  [31]  However,  during  photography  of  extremely  low-intensity 
astronomical  objects,  it  was  observed  that  the  law  of  reciprocity  failed  when  the  flux  was 
abnormally  low  or  high.  [34]  This  deviation  is  known  as  the  Schwarzschild  law.  In  the 
case  of  low  intensity  exposure,  the  likelihood  of  rapid  photon  interaction  within  a  single 
grain  was  relatively  low.  Thus,  the  first  atoms  of  metallic  silver  were  likely  to  lose 
electrons  and  revert  to  silver  cations  before  more  atoms  could  join  and  create  a  sensitivity 
site.  For  high  intensity  exposure,  electrons  flood  the  electron  traps,  producing  a  repulsive 
force  that  disperses  the  electrons  before  silver  can  migrate  and  neutralize  the  charge. 

This  also  prevents  the  creation  of  sensitivity  sites.  [31]  This  phenomenon  is  only 
observed  when  the  electrons  combining  with  silver  cations  are  formed  directly  by 
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individual  photons.  When  charged  particles  trigger  this  reaction,  many  electrons  are 
produced  over  large  area  and  are  therefore  capable  of  preventing  both  effects.  Charged 
particles  registering  in  the  film  are  assumed  to  obey  the  reciprocity  law.  [8] 

One  advantage  of  plotting  the  characteristic  curves  on  a  logarithmic  scale  is  that 
ratios  of  film  exposures  are  reflected  by  a  constant  distance  between  curves.  That  is,  a 
film  twice  as  sensitive  as  a  baseline  will  appear  two  logarithmic  units  of  exposure  to  the 
left,  and  a  film  half  a  sensitive  as  the  baseline  curve  will  appear  two  units  to  the  right. 

The  location  along  the  abscissa  is  known  as  the  film  speed,  and  is  given  relative  to  some 
arbitrary  baseline.  If  the  characteristic  curves  of  a  variety  of  films  are  plotted  on  the 
same  axes,  films  with  curves  farther  to  the  left  are  faster  than  films  to  the  right,  indicating 
that  a  lower  exposure  is  required  to  achieve  the  same  film  density.  Another  film 
characteristic  that  can  be  interpreted  from  the  characteristic  curve  is  the  inherent  film 
contrast,  based  on  the  curve  slope.  A  steep  curve  indicates  that  a  small  change  in 
exposure  will  result  in  a  drastic  change  in  film  density,  while  a  shallow  curve  requires  a 
large  change  in  exposure  for  a  small  change  in  density.  [4] 

It  should  be  noted  that  when  a  specific  film  is  tied  to  a  specific  neutron 
conversion  screen  for  use  in  neutron  radiography,  the  combination  of  the  two  produces  a 
unique  characteristic  curve  that  reflects  all  of  the  processes  involved.  This  includes  the 
neutron  absorption  efficiency  in  the  converter  material,  the  secondary  radiation 
production  rate,  the  transfer  of  reaction  products  into  the  emulsion,  and  the  efficiency  of 
the  reaction  products  registering  within  the  emulsion. 
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ITT.  Experimental  Approach 


3.1  Detector  Construction 

The  detector  is  an  assembly  of  an  aluminum  frame,  gadolinium  oxide,  Mylar,  and 
film.  The  assembly  is  wrapped  in  aluminum  foil  to  seal  out  ambient  light  which  could 
expose  the  film.  A  Beam  Purity  Indicator  (BPI)  is  secured  to  the  foil  directly  over  the 
film  using  thin  tape,  and  the  entire  assembly  is  vacuum  sealed  in  a  polyethylene  and 
nylon  package.  A  schematic  with  dimensions  is  shown  below  in  Figure  11,  and  an 
exploded  view  is  in  Figure  12. 
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Figure  11  -  Schematic  of  detector  design.  All  units  are  in  inches.  The  materials  used  were  produced 
in  standard  measurements;  these  have  been  retained  for  consistency. 
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Aluminum  Foil  Cover 


Beam  Purity  Indicator 
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Gd203  Reservoir 
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Aluminum  Frame 


Figure  12  -  Exploded  view  of  an  assembled  detector. 


Aluminum  was  chosen  as  a  suitable  base  and  ambient  light  sealant  due  to  its  low 
thermal  neutron  absorption  cross  section  of  0.23 1  b.  [35]  It  is  anticipated  that,  because 
of  this  low  cross  section,  the  aluminum  will  not  have  a  significant  effect  on  neutron  flux. 
Furthermore,  because  aluminum  is  a  low-Z  element,  it  should  have  little  impact  on  any 
gamma  radiation.  The  frame  width  was  chosen  to  fit  within  a  2  3/8  in  deep  well  running 
along  a  stringer  in  the  AFIT  thermal  neutron  source  (see  Figure  14  below),  and  the  length 
matches  the  length  of  the  supplied  x-ray  films.  The  frame  was  constructed  of  an 
aluminum  bar  1/16  in  thick  and  1  1/2  in  wide,  as  commercially  available.  The  reservoir 
is  framed  by  narrower  pieces,  1/2  in  wide,  adhered  to  the  base  with  cyanoacrylate  glue.  It 
was  designed  to  be  wide  enough  to  accommodate  a  BPI.  After  filling  the  reservoir,  the 
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edges  were  sealed  with  electrical  tape.  This  tape  and  the  vacuum  sealed  envelope  are  not 
shown  in  Figure  12. 

Two  detector  frames  were  constructed.  A  small  piece  of  spare  aluminum  was 
placed  in  the  comer  of  one  reservoir  to  differentiate  the  detectors. 

Agfa  Structurix  D7  x-ray  films  were  trimmed  to  fit  onto  the  base.  It  is  one  of  the 
most  sensitive  films  made  by  Agfa.  It  is  commonly  used  for  neutron  radiography,  and  is 
of  similar  performance  characteristics  to  other  film  types  used  in  the  field.  The 
manufactured  films  were  7  in  by  17  in.  Each  production  film  was  trimmed  to  produce 
four  1  1/2  in  by  17  in  strips  for  irradiation. 

A  single  layer  of  consumer  grade  aluminum  foil  is  wrapped  around  the  assembly 
after  the  film  is  added,  and  the  BPI  is  secured  to  the  aluminum  surface  directly  over  the 
gadolinium  oxide  powder  reservoir.  The  package  is  fitted  into  a  FoodSaver  vacuum 
sealing  bag,  approximately  2  1/2  in  wide  and  greater  than  20  in  long.  The  vacuum 
ensures  intimate  contact  of  the  film,  converter,  and  BPI  during  irradiation. 

It  must  be  noted  that  the  construction  of  the  detector  must  be  performed  in 
complete  darkness  to  avoid  exposing  the  film.  An  advantage  of  the  aluminum  foil 
wrapping  is  that  it  allows  the  film  to  be  placed  and  quickly  insulated  against  light.  The 
package  can  be  taken  into  a  lit  room,  where  the  BPI  is  secured  and  the  assembly  vacuum 
sealed. 

The  PTFE  blocks  for  the  BPIs  were  obtained  from  Industrial  Plastic  Supply,  Inc. 
The  lead  and  boron  nitride  disks  were  provided  free  of  charge  by  the  Victory  White 
Metal  Company  and  St.  Gobain  Ceramic  Products,  respectively. 
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3.1.1  Converter  Design 

The  design  of  the  converter  was  particularly  important,  and  one  of  the  essential 
points  of  this  research.  While  gadolinium  is  a  highly  efficient  material  for  conversion 
construction,  it  has  a  few  disadvantages.  First,  the  material  is  relatively  expensive. 
Second,  and  more  importantly,  gadolinium  spontaneously  oxidizes  in  air,  and  forms 
flammable  hydrogen  gas  when  exposed  to  water.  Shipping  gadolinium  is  difficult.  [36] 

It  is  therefore  desirable  to  use  gadolinium  in  compound  form  for  chemical  stability. 

The  methods  used  in  this  research  were  motivated  by  the  successes  reported  in 
[10].  Lima  found  that  gadolinium  in  compound  perfonned  nearly  as  efficiently  as  pure 
gadolinium.  Specifically,  she  converted  gadolinium  oxide  powder  to  gadolinium  chloride 
by  reaction  with  hydrochloric  acid.  This  was  then  dissolved  in  a  fingernail  polish  and 
acetone  mixture.  The  solution  was  sprayed  over  an  aluminum  foil  base  and  allowed  to 
dry.  The  constructed  converter  was  employed  as  any  other  metallic  converter,  and 
produced  comparable  neutron  radiographs. 

The  materials  were  carefully  chosen  in  that  research,  but  the  rationale  for  some  of 
the  choices  was  questionable.  Gadolinium  chloride  was  used  because  the  researchers 
were  afraid  the  high  scattering  cross  section  of  the  oxygen  in  gadolinium  oxide  would 
decrease  converter  efficiency.  [10]  Flowever,  this  is  incorrect.  The  scattering  cross 
section  of  oxygen  over  all  isotopes  is  4.232  b;  for  chlorine,  it  is  16.8  b.  [35]  Therefore, 
to  minimize  the  interference  of  chlorine  atoms,  and  to  eliminate  the  difficulty  of  working 
with  hydrochloric  acid,  it  was  decided  to  use  pure  gadolinium  oxide. 

Lima’s  choice  to  use  fingernail  polish  to  seal  the  gadolinium  chloride  was  also 
questioned.  While  it  allowed  for  a  solid  and  stable  conversion  layer,  it  is  impossible  to 
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know  if  the  gadolinium  chloride  (or,  here,  gadolinium  oxide)  grains  were  homogenously 
mixed  within  the  substrate.  The  grains  of  the  oxide  could  have  a  higher  density  than  the 
nail  polish,  and  descend  to  the  bottom  of  the  layer.  Furthermore,  it  would  be  difficult  to 
ensure  that  subsequent  layers  sprayed  over  previous  ones  would  be  of  the  same  thickness. 
Finally,  the  exact  composition  of  the  fingernail  polish  would  be  difficult,  if  not 
impossible,  to  ascertain,  and  therefore  its  effect  on  neutron  and  electron  flux  was 
determined  to  be  unpredictable. 

A  mechanism  was  still  needed,  however,  to  ensure  that  the  gadolinium  oxide 
would  be  physically  stable  and  prevented  from  sticking  to  the  film  surface.  The 
separation  layer  would  have  to  hold  in  gadolinium  oxide  powder,  be  resistant  to  small 
abrasions,  and  permeable  by  electrons.  Non-aluminized  Mylar  was  chosen  to  suit  these 
needs.  The  Mylar  used  in  this  research  is  23.4  pm  thick.  Free  samples  of  this  material 
were  provided  by  Piedmont  Plastics.  As  noted  in  Section  2.4,  the  range  of  electrons 
through  this  material  is  between  26  and  82  pm,  depending  on  the  estimation  method  used. 
Using  the  exponential  attenuation  approximation  for  the  range  of  electrons  in  Mylar,  and 
taking  the  mean  free  path  to  be  the  expected  ranges  provided  in  Section  2.4,  between 
25%  (for  an  expected  range  of  82  pm)  and  60%  (for  an  expected  range  of  26  pm)  of  the 
71  keV  electrons  will  be  attenuated.  Thus,  while  a  large  fraction  of  the  electrons  will  be 
attenuated  in  the  Mylar,  a  significant  portion  will  remain  to  expose  the  film. 

The  gadolinium  oxide  powder  thickness  was  chosen  to  be  approximately 
1600  pm.  This  corresponds  to  the  1/16  inch  thickness  of  available  aluminum  pieces 
forming  the  frame.  The  thickness  proved  to  be  fortuitous.  Based  on  the  analysis  outlined 
in  Section  2.1.2  and  illustrated  in  Figure  13,  it  was  determined  that  this  thickness  would 
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provide  near-maximum  converter  efficiency.  To  determine  the  amount  of  gadolinium 
oxide  used,  the  frame  mass  was  measured  before  and  after  filling  the  reservoir.  For  both 
frames,  the  beginning  mass  was  95.0  ±  1  g,  and  the  end  mass  was  105  ±  1  g.  The  total 
mass  in  the  reservoirs  is  then  10.0  ±  1.44  g.  The  density  can  be  ascertained  as  well  using 
the  reservoir  dimensions  and  uncertainties.  The  uncertainties  in  length  and  width  are 
taken  as  1/32  in,  or  0.08  cm,  from  the  measurement  resolution.  The  uncertainty  in 
thickness  is  estimated  as  25%  of  the  total  thickness,  or  0.04  cm.  The  volume  is  then 
6.15  ±  1.6  cm  ,  and  the  density  is  1.63  ±  0.47  g/cm  .  While  this  is  a  large  uncertainty,  the 
converter  efficiency  is  relatively  insensitive  to  this  quantity,  as  shown  in  Figure  13.  Asa 
side  note,  the  reservoir  was  repeatedly  fdled  and  sealed  under  vacuum  to  increase  the 
quantity  and  density  of  gadolinium  oxide.  This  also  created  a  stable  and  solid  layer,  as 
opposed  to  loose  powder.  The  seal  was  released,  and  more  gadolinium  oxide  added  to 
compensate  for  the  void  created  by  the  compacted  powder.  This  process  was  repeated 
three  times,  until  no  more  compaction  was  observed  with  subsequent  vacuum  sealing. 
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Figure  13  -  Front  and  rear  converter  efficiencies  as  a  function  of  converter  thickness.  The 
macroscopic  neutron  absorption  cross  section  is  centered  on  0.0264  pm'1  [37],  based  on  a  density  of 
1.63  g/cm3,  and  then  recalculated  for  the  bounding  uncertainties.  The  electron  attenuation 
parameter  is  0.1344  pm  1  as  calculated  by  the  inverse  of  the  mean  range  equation  (2.35)  with  K  =  11.5 

and  n  =  1.35,  and  scaled  similarly. 


Figure  13  shows  the  effect  of  thickness  up  to  a  quarter  of  the  true  thickness  (397 
pm).  Thus  even  if  the  layer  were  25%  as  thick  as  expected,  it  would  still  provide 
effectively  the  same  efficiency  of  electron  production  and  transport.  Making  the  layer 
very  thick,  and  using  it  as  a  rear  converter  rather  than  front,  renders  the  converter 
efficiency  insensitive  to  small  variations  which  would  be  very  difficult  to  measure. 
Furthermore  any  thickness  deficiency  which  would  result  in  appreciable  efficiency  losses 
would  be  very  obvious  to  the  naked  eye.  The  uncertainties  in  density  have  little  effect  on 
the  overall  efficiency,  especially  at  higher  thickness  values,  and  uncertainties  in  thickness 
have  little  effect  when  the  rear  arrangement  is  used. 
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3.2  Film  Response  Characterization 

Every  characteristic  curve  presented  in  the  cited  works  shows  a  film  density 
linearly  related  to  neutron  fluence  over  several  orders  of  magnitude.  Although  these 
sources  used  pure  metallic  foils  rather  than  compounds,  the  x-ray  film  here  was  expected 
to  respond  similarly.  As  in  Figure  10,  a  base  film  density  was  expected  due  to  film 
construction  materials  and  background  exposure.  Above  a  fluence  of  approximately  10s 
neutrons/cm  ,  the  film  was  expected  to  begin  to  saturate. 

Irradiation  was  performed  using  drawer  three  of  the  AFIT  graphite  pile. 
According  to  calibrations  [17],  thermal  neutron  flux  is  highest  in  this  location.  However, 
a  key  disadvantage  of  using  the  graphite  pile  was  the  nondirectionality  of  the  thermal 
neutrons.  Thermal  neutrons  in  the  pile  are  diffuse  and  behave  like  a  gas,  making  the  flux 
direction  random.  Figure  14  illustrates  the  arrangement  of  the  detectors  in  the  milled 
graphite  stringer,  and  Figure  15  shows  the  relative  locations  of  the  source  and  detectors. 
Figure  14  demonstrates  that  the  sensitive  regions  of  the  detectors  were  placed  facing 
outwards.  This  was  to  prevent  one  detector  from  shielding  the  other. 


Figure  14  -  Arrangement  of  detectors  in  milled  stringer. 
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Figure  15  -  Relative  positions  of  the  source  and  detectors  in  the  pile.  When  the  stringer  is  fully 
inserted,  the  detectors  are  directly  over  the  source. 


Flux  was  considered  constant  for  all  test  points.  Therefore,  irradiation  time  was 
varied  to  obtain  the  desired  fluence.  Flux  measurements  reported  in  [19]  were  used  to 
calculate  the  total  fluence  for  the  pile  configuration.  Furthermore,  the  source  strength 
calculated  in  [19]  of  l.OlxlO7  n/s  was  assumed. 
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The  referenced  calibrations  of  the  pile,  however,  were  performed  using  activation 
foils.  Activation  foils  can  capture  neutrons  incident  from  any  direction.  The  detectors 
used  here  are  monodirectional;  that  is,  neutrons  entering  from  the  rear  cannot  contribute 
to  film  exposure.  Additionally,  since  the  thermal  neutrons  are  diffuse  and  behave 
similarly  to  a  gas,  no  large  element  of  directionality  would  be  retained.  Therefore  the 
value  of  9028  n/cnr-s  for  the  thermal  neutron  flux  in  drawer  three  was  halved,  and  this 
value  (45 14  n/cm  -s)  was  multiplied  by  the  total  irradiation  time  to  obtain  the  fluence. 
Uncertainty  was  treated  similarly. 

Films  were  developed  using  a  developing  machine  to  standardize  chemical 
temperatures  and  times.  The  developing  machine,  an  Agfa  Gevaert  NV  model  9462/846 
was  provided  courtesy  of  the  Enon  Veterinary  Hospital.  Chemical  temperatures  were 
automatically  controlled  by  the  machine.  Dryer  temperature  was  the  only  available 
setting,  and  was  set  to  five  for  the  all  development.  (Dryer  temperature  can  be  adjusted 
for  local  humidity  and  temperature;  while  the  exact  relation  between  setting  and 
temperature  is  unknown,  the  machine  had  been  optimized  by  the  veterinary  assistants  for 
use  in  the  practice.) 

Film  density  measurements  were  performed  in  the  BPI  regions  specified  by  Table 
2,  five  locations  equally  spaced  along  the  center  of  the  reservoir  length,  and  locations  at 
the  same  longitudinal  location,  but  outside  of  the  reservoir  area.  Interior  locations  were 
measured  five  times  in  an  attempt  to  negate  the  effect  of  developing  marks  observed 
during  preliminary  trials  and  shown  later  in  Section  4.3.  A  similar  approach  was 
impossible  for  the  areas  outside  of  the  reservoir  because  the  margins  outside  the  reservoir 
were  not  large  enough.  Locations  were  indexed  from  left  to  right.  Point  1  was  furthest 
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from  the  source,  and  point  5  was  closest.  An  illustration  of  the  measurement  locations  is 
shown  in  Figure  16.  Data  points  were  not  averaged;  rather,  each  film  yielded  a  total  of 
25  measurements,  all  of  which  were  retained  for  data  analysis. 
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Figure  16  -  Locations  of  measurements  along  film  length  made  in  addition  to  those  required  for  the 

BPI. 


Performing  measurements  in  this  manner  gave  paired  gamma  and  neutron 
readings.  Any  axial  variation  in  gamma  or  neutron  contribution  could  therefore  be 
identified  with  this  data.  In  practice,  the  margins  outside  of  the  reservoir  were  sometimes 
too  thin  on  one  side  to  take  a  measurement.  In  these  cases,  measurements  were  taken  on 
the  opposite  side. 

Values  of  film  density  were  recorded  using  a  bright  light  source  and  an  Eseco 
Speedmaster  SM-14  film  densitometer.  The  densitometer  is  a  small  hand  held  device 
with  a  3  mm  diameter  measuring  area  protruding  from  one  side.  The  device  is  accurate 
to  ±  0.02  density  units.  Before  taking  measurements,  the  densitometer  was  zeroed  to  the 
light  source  baseline  and  calibrated  using  the  manufacturer’s  supplied  calibration  strip. 
This  ensured  accurate  and  proportional  readings  between  0.00  and  3.29  density  units.  To 
take  the  BPI  measurements,  the  film  was  secured  to  the  light  source  using  tape  outside  of 
the  measurement  area,  and  necessary  BPI  regions  visually  identified.  The  densitometer 
was  placed  over  these  regions,  and  the  measurement  taken.  A  guide  was  created  to 
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quickly  make  the  other  measurements  by  punching  holes  in  a  discarded  film  envelope  in 
the  appropriate  locations.  This  guide  was  secured  to  the  light  source,  and  fdms  aligned 
individually  inside.  The  densitometer  was  slid  between  each  of  the  points,  and  readings 
were  recorded.  The  device  calibration  was  confirmed  after  twenty  measurement 
intervals. 

Films  were  irradiated  in  approximately  half  decade  time  increments,  from  10"  to 
105  5  s.  (The  next  step,  106  s,  would  have  required  1 1.5  days  of  irradiation  time.)  The 
order  of  irradiations  was  pseudo-randomized  to  reduce  the  possibility  of  a  systematic 
unknown  contribution  such  as  processing,  handling,  or  exposure  by  ambient  light  and 
radiation.  True  randomization  was  sacrificed  for  safety  when  necessary  -  that  is,  detector 
retrieval  at  unusually  late  or  early  hours  was  avoided.  Films  were  irradiated  in  pairs,  and 
two  replicates  of  each  data  point  were  perfonned,  for  a  total  of  four  films  per  irradiation 
duration.  This  was  not  performed  for  the  very  low  irradiation  points  which,  after  one 
replicate,  showed  no  film  density  above  background. 

Control  films  were  also  exposed.  These  films  were  handled  and  processed  nearly 
identically  to  the  test  films,  but  were  not  irradiated.  Because  they  came  from  the  same 
stock  of  films,  they  were  expected  to  behave  identically  to  the  other  films  in  the  batch, 
and  therefore  provided  a  representative  baseline.  The  average  film  density  of  these  films, 
recorded  in  a  similar  pattern  to  Figure  16,  was  considered  a  measure  of  both  the  ambient 
light  in  the  dark  room  during  assembly  and  development  and  film  construction  density. 
Four  film  strips  were  developed,  and  the  average  density  was  subtracted  from  the 
measured  densities  of  the  irradiated  films. 
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A  linear  relationship  between  density  and  irradiation  time  for  a  constant  flux  was 
expected,  as  reported  in  Section  2.5.3.  Unfortunately,  performing  a  simple  linear 
regression  on  the  data  was  not  appropriate,  as  the  independent  variable  sometimes  had 
significant  uncertainties.  There  were  two  sources  of  this  uncertainty.  First,  the  time 
required  to  put  the  detectors  in  place  was  not  included  in  the  target  irradiation  time,  but 
the  detectors  could  conceivably  register  radiation  arriving  during  this  time.  For  all  data 
points,  the  time  to  put  in  place  and  remove  was  taken  as  40  s.  The  second  source  of  was 
due  to  the  uncertainties  intrinsic  to  the  calibration,  such  as  counting  statistics  and  detector 
efficiencies,  which  was  coupled  with  the  uncertainty  in  irradiation  time  to  obtain  an 
uncertainty  in  neutron  fluence. 

A  strategy  of  weighting  data  points  by  the  inverse  of  their  respective  uncertainties 
was  devised.  Since  there  were  errors  in  both  the  independent  and  dependent  variables, 
both  needed  to  be  taken  into  consideration  when  weighting.  However,  the  error  in 
density  measurements  was  constant  for  each  point,  and  would  not  give  any  indication  of 
more  or  less  accurate  data  points.  Uncertainty  in  time  and  flux,  coupled  as  the 
uncertainty  in  fluence,  was  used  to  weight.  Another  complication  was  encountered, 
though,  in  that  the  errors  were  linear,  but  the  independent  variable  was  logarithmic.  That 
is,  an  irradiation  of  10  ±  40  s  is  a  much  more  accurate  data  point  than  10  ±  40  s.  Since 

log  (x  +  y)  *  log  (x)  +  log  (y ) ,  the  error  was  treated  as  the  difference  between  the 
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After  simplifying  the  logarithms,  the  defined  error  became  the  logarithm  of  the  relative 
error.  The  inverse  of  this  value,  normalized  over  all  of  the  weights,  was  considered  to  be 
the  weight  of  each  data  point,  so  that  the  data  point  with  the  lowest  error  was  given  a 
weight  of  one,  and  data  points  with  high  errors  were  given  lower  weights. 

The  toe  region  of  the  characteristic  curve  was  identified  as  beginning  when  the 
film  density  increased  above  the  background,  as  detennined  by  the  control  films.  The 
shoulder  region  was  planned  to  be  considered  as  90%  of  the  asymptotic  density;  however, 
film  saturation  was  not  conclusively  reached  with  the  irradiation  times  used.  Therefore, 
all  data  points  above  the  film  background  density  were  used  for  linear  regression. 


3.3  Assumptions 

Some  of  the  necessary  assumptions  have  been  outlined  previously  in  this 
document;  however,  a  concise  presentation  with  justifications  is  prudent. 

It  was  assumed  that  the  flux  and  uncertainties  measured  in  [19]  are  still  accurate, 
despite  being  approximately  2  years  old.  While  fluxes  increased  by  approximately  30%, 
this  increase  was  over  50  years.  Approximating  this  by  a  linear  growth,  the  reported 
values  from  2010  are  only  off  by  about  1%,  which  is  significantly  lower  than  the 
uncertainties  reported  with  the  original  numbers. 

The  chemical  bond  between  gadolinium  and  oxide  was  considered  to  have  no 
effect  on  the  emission  of  conversion  electrons.  This  was  because  conversion  electrons 
come  from  the  K,  L,  and  M  shells.  The  most  common,  the  71  keV  electron  from  Gd-158, 
is  an  L  shell  electron.  However,  these  interior  shells  do  not  participate  in  chemical 
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bonding.  While  these  electron  clouds  may  be  distorted,  it  was  assumed  that  these  interior 
shells  are  unaffected  by  the  chemical  bond. 

Because  the  films  are  being  developed  automatically,  sensitive  development 
parameters,  such  as  temperature,  time,  and  agitation,  were  considered  constant. 
Environmental  factors  before  development  such  as  temperature,  humidity,  and  duration 
were  considered  as  part  of  the  constant  film  background. 

The  layers  of  vacuum  sealing  material  and  aluminum  foil  were  assumed  thin 
enough  to  not  significantly  affect  the  neutron  flux.  This  is  because  the  macroscopic  cross 
section  for  absorption  in  aluminum  is  0.0138  cm'1,  and  polyethylene  (the  main 
component  of  the  vacuum  material)  is  0.010  cm'1.  [3  7],  [5]  Over  the  thickness  of  the 
aluminum  foil,  0.016  mm  [38],  and  the  vacuum  bag,  0.1  mm  [39],  this  corresponds  to  an 
attenuation  of  less  than  1%. 

A  certain  but  significant  number  of  fast  neutrons  entered  the  detector  without 
being  fully  thermalized.  This  is  based  on  the  large  cadmium  ratio  recorded  in  [17]  for 
drawer  three.  It  is  assumed  in  this  research  that  these  fast  neutrons  had  little  effect.  The 
absorption  cross  section  of  epithermal  neutrons  (~  1  keV)  is  approximately  100  b  in  Gd- 
157,  and  10  b  for  fast  neutrons  (100  keV).  Resonances  in  the  important  isotopes  (Gd-155 
and  Gd-157)  are  all  below  approximately  300  eV.  These  cross  sections  are  compared  to 
the  255,000  b  cross  section  for  thermal  neutrons.  [21]  While  some  higher  energy 
neutrons  may  be  absorbed,  the  fraction  of  total  absorptions  by  higher  energy  neutrons 
should  be  small.  Furthermore,  the  x-rays  that  accompany  the  release  of  a  conversion 
electron  (and  which  could  expose  the  x-ray  film)  will  be  taken  as  part  of  the  fundamental 
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neutron  conversion  process.  Any  additional  exposure  by  these  x-rays  will  be  directly  tied 
and  proportional  to  the  exposure  by  conversion  electrons. 

Any  activation  of  silver  atoms  in  the  film  and  their  subsequent  decay  will  be 
assumed  to  not  contribute  to  film  density.  This  is  based  on  the  low  cross  section  of  silver 
compared  to  the  gadolinium,  and  corroborated  by  experimental  evidence  that  the  film 
exposed  while  over  the  gadolinium  reservoir  had  higher  densities  than  the  adjacent  areas. 
Additionally,  the  probability  of  an  electron  emitted  isotropically  within  a  thin  layer  and 
then  interacting  in  the  same  thin  layer  is  low,  as  the  electron  has  a  high  probability  of 
escape. 

Finally,  it  was  assumed,  as  with  [8],  that  film  exposure  by  electrons  is 
independent  of  the  rate  of  exposure;  that  is,  the  Schwarzschild  effect  was  not  present. 
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IV.  Results 


A  clear  pattern  of  increased  film  density  with  increased  irradiation  time  was 
observed.  Unfortunately,  the  thermal  neutron  source  employed  during  testing  was  not 
optimal  and  rendered  the  BPI  useless.  Other  problems  with  film  stability  and  consistency 
were  noted.  Nonetheless,  film  contributions  were  separable,  and  a  linear  regression  was 
performed  which  characterized  the  film  response  to  neutron  fluence. 


4.1  Source  Characteristics  and  Effects  on  Results 

It  was  determined  that  the  flux  in  the  graphite  pile  was  not  directional  enough  to 
use  the  BPI.  This  was  concluded  from  the  relative  densities  of  the  pertinent  areas  of  the 
BPI  image.  The  density  of  the  film  behind  the  boron  closest  to  the  film  was  lower  than 
the  surrounding  region,  indicating  that  neutrons  were  blocked  by  the  boron,  and  that 
neutrons  were  indeed  responsible  for  some  fraction  of  the  film  exposure.  (See  images  of 
developed  films  in  Appendix  A)  However,  the  density  of  the  film  behind  the  boron 
farthest  from  the  film  was  equal  to  the  surrounding  region.  This  indicated  that  this  boron 
disk  did  not  significantly  block  neutrons  exposing  the  film.  This  exposure  pattern  (low 
exposure  behind  nearest  boron  disk,  no  exposure  change  behind  farthest  boron  disk)  leads 
to  the  conclusion  that  the  vast  majority  of  the  exposure  was  due  to  scattered  neutrons. 

The  equations  in  Table  2,  specifically  the  calculation  of  direct  thermal  neutron  content, 
yield  negative  contributions.  If  the  fluence  had  retained  some  element  of  directionality 
(for  instance,  if  it  had  been  well  collimated),  then  the  images  behind  both  boron  disks 
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would  have  had  nearly  equal  densities.  It  was  impossible  to  create  a  directional  thermal 
neutron  beam  in  the  graphite  pile  with  a  high  flux  using  an  isotopic  source.  Therefore,  a 
reactor  is  necessary  to  produce  a  thermal  neutron  flux  high  enough  to  provide  short 
irradiation  times  even  after  losses  from  collimation.  This,  in  turn,  is  necessary  for  the 
BPI  to  be  useful. 

Additionally,  precisely  positioning  the  densitometer  over  the  necessary  points  on 
the  BPI  proved  extremely  difficult,  as  the  points  were  so  faint.  Therefore,  the  BPI 
method  of  separating  exposure  contributions  was  abandoned.  Useable  data  was  taken 
from  the  points  as  illustrated  in  Figure  16.  Gamma  contributions  were  detennined  from 
measurements  made  off  from  the  reservoir,  and  neutron  contribution  was  taken  as  the 
difference  between  measurements  in  the  reservoir  and  the  associated  gamma 
measurement. 


4.2  Characteristic  Curves 

Before  characterizing  the  irradiation  contributions  to  the  films,  background  film 
density  was  determined.  Figure  17  shows  the  recorded  densities  from  four  films  exposed 
to  the  same  darkroom,  handling,  and  development  conditions  as  the  irradiated  films.  The 
four  films  were  measured  at  five  points  centered  axially  along  the  film  length  and 
separated  by  1  in. 
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Meas  ureme  nt  Pos  itio  n  De  ns  ity 

Figure  17  -  Film  background  measurements. 


The  average  background  density  was  determined  to  be  0.74  density  units,  with  a 
standard  deviation  of  0.08.  This  included  any  exposure  due  to  ambient  light  during 
detector  assembly,  increased  density  caused  by  environmental  conditions  during  storage 
(such  as  humidity  and  temperature),  and  the  density  of  the  film  construction  materials. 
No  pattern  was  identified,  and  the  distribution  of  the  twenty  data  points  did  not  appear  to 
follow  any  trend.  Because  all  of  the  films  came  from  the  same  batch,  the  average  of  the 
measurements  was  taken  as  being  representative  of  the  background  for  every  film. 

Figure  18  shows  the  raw  density  measurements  before  removing  background  for 
each  of  the  21  films  used.  Note  that  many  films  were  discarded  due  to  development 
issues,  to  be  discussed  in  Section  4.3. 
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Figure  18  -  Recorded  measurements  for  all  films.  Densities  off  reservoir  were  due  to  gamma 
contribution;  densities  in  reservoir  were  due  to  neutron  fluence  and  gamma  contributions.  Two  x 
axes  are  used  to  emphasize  that  gamma  contribution  was  not  due  to  the  neutron  fluence.  Since 
log(fluence)  =  log(flux)  +  log(time),  the  two  axes  are  offset  by  log(flux)  =  log(4514  n/cm2  s)  =  3.65. 

A  few  remarks  can  be  made  about  the  data  presented  in  Figure  18.  First,  low 
time/low  fluence  points  showed  densities  below  the  mean  background.  This  is  because 
the  films  used  for  background  measurements  were  deliberately  left  unsealed  in  the 
darkroom  for  a  longer  time  than  irradiated  films  to  ensure  a  conservative  estimate  of 
background.  Films  used  for  data  were  exposed  to  ambient  light  for  approximately  a 
minute;  fdms  used  for  background  were  exposed  for  approximately  two  minutes. 
Flowever,  while  density  is  linear  with  the  logarithm  of  exposure  time,  the  difference 
cannot  simply  be  scaled.  This  is  because  the  measurements  contain  a  constant,  but  not 
directly  measured,  density  due  to  film  construction  materials  that  is  independent  of 
exposure  time.  Furthermore,  most  of  the  low  irradiation  points  fell  nearly  within  one 
standard  deviation  of  the  background. 
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Also,  Figure  18  shows  that  the  increase  in  film  density  occurred  due  to  increases 
in  gamma  and  neutron  interactions.  Off  reservoir  measurements,  representative  of 
gamma  content,  were  principally  responsible  for  the  increased  densities.  On  reservoir 
measurements,  indicative  of  neutron  contribution,  were  higher,  but  did  not  increase  as 
rapidly  as  gamma  contribution. 

Finally  with  regard  to  Figure  18,  a  wide  spread  of  data  points  is  obvious  for  each 
exposure  point,  varying  by  nearly  one  entire  density  unit.  It  was  hypothesized  that  a 
pattern  was  hidden  within  the  wide  spread.  Specifically,  the  fluence,  both  gamma  and 
neutron,  may  have  varied  along  the  length  of  the  film.  Net  gamma  content  (off  reservoir 
measurement  minus  mean  background)  and  net  neutron  content  (on  reservoir 
measurement  minus  its  correlated  off  reservoir  measurement)  were  plotted  versus  time 
and  fluence,  respectively.  The  measurement  location  information  was  retained,  as  shown 
in  Figure  19. 
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Net  Gamma  Contribution 


Net  Neutron  Contribution 


Figure  19  -  Net  neutron  and  gamma  contributions,  ordered  by  measurement  point.  Point  1  was 
farthest  from  the  source  axis;  point  5  was  closest  to  the  source  axis. 


A  pattern  was  observed  for  net  gamma  contribution  that  the  observed  densities  for 


points  closest  to  the  source  were  consistently  higher  than  points  farther  from  the  source. 


No  similar  pattern  was  observed  for  neutron  contribution.  Gamma  rays  from  the  source 


70 


are  only  slightly  attenuated  by  the  graphite  in  the  pile,  as  carbon  is  a  low-Z  material.  The 
gamma  rays  are  therefore  subject  mostly  to  1/r"  reductions.  Since  point  1  is 
approximately  9  cm  farther  from  the  source  than  point  5,  it  received  a  lower  gamma  dose, 
explaining  the  fairly  consistent  ordering  of  densities.  The  same  pattern,  however,  was  not 
observed  for  neutron  induced  densities.  This  is  because  neutrons  in  the  graphite  diffuse 
similar  to  a  gas,  and  do  not  obey  a  1/r2  reduction.  Therefore,  it  was  concluded  that  the 
gamma  ray  flux  was  not  constant  along  the  film,  but  neutron  flux  was  nearly  constant, 
allowing  further  examination  of  the  dependence  of  neutron  induced  density  on  neutron 
fluence  using  ah  data  points. 

Similar  to  results  published  in  [4]  and  illustrated  in  Figure  10,  a  toe  and  a  shoulder 
region  were  expected  in  the  characteristic  curve  derived  from  these  results.  In  the  toe 
region,  the  largest  portion  of  film  density  would  be  due  to  background  radiation  and  film 
construction  materials.  Fiere,  photon  and  electron  interactions  would  be  so  infrequent 
that  sensitivity  sites  capable  of  catalyzing  development  would  rarely  fonn.  In  the 
shoulder  region,  the  film  would  be  saturated,  indicating  that  individual  grains  were  being 
re-irradiated  and  subsequent  quanta  would  be  wasted. 

A  clear  toe  and  shoulder  region  were  not  observed  in  the  neutron  induced 
characteristic  curve.  Weighted  linear  regression  was  therefore  perfonned  on  the  data 
points  which,  from  Figure  18,  showed  observable  density  above  background.  A  total  of 
14  films  with  irradiations  greater  than  10  n/cm"  were  used  in  the  regression.  The  results 
are  shown  in  Figure  20. 
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Figure  20  -  Linear  regression  on  neutron  induced  density. 

A  linear  regression  was  performed  on  the  data  because  density  is  assumed  to 
behave  linearly  for  a  certain  range  of  logarithmic  exposure,  namely,  above  the  toe  and 
below  the  shoulder.  [4]  Determination  of  these  bounds  is  admittedly  arbitrary.  It  may  be 
that  the  poor  linearity  observed  is  due  to  inclusion  of  points  which  are  better  suited  to  the 
toe  region.  This  cannot  be  stated  with  certainty,  however,  unless  a  finer  resolution  of 
data  points  is  obtained.  This  was  not  performed  here.  Instead,  extra  data  points  were 
taken  for  similar  exposures  to  examine  measurement  repeatability. 

Figure  20  includes  the  95%  confidence  limits  on  the  slope  of  the  curve.  A  similar 
examination  of  the  gamma  characteristic  curve  cannot  be  performed,  as  the  gamma  flux 
was  unknown  and  not  constant  along  the  length  of  the  film.  The  regression  provided  a 
coefficient  of  multiple  determination  (R  )  value  of  0.51;  however,  because  the  data  were 
weighted,  the  R“  is  not  a  reliable  metric  of  goodness  of  fit.  Regardless,  from  visual 
inspection  of  the  data,  the  regression  does  not  predict  densities  with  great  reliability. 
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Finally,  the  statistical  behavior  of  the  measured  data  points  was  examined  for 
each  irradiation  setting.  Flistograms  of  the  data,  made  with  a  bin  size  of  0.05  density 
units,  are  shown  in  Figure  21,  and  an  overall  trend  of  mean  and  standard  deviation 
illustrated  in  Figure  22. 
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Figure  21  -  Histograms  of  net  neutron  measurements  of  each  tested  fluence. 
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Variation  of  Mean  and  STD  with  Fluence 


Figure  22  -  Summarized  data  from  the  histograms  presented  in  Figure  21.  Both  the  mean  density 
measurement  and  standard  deviation  rise  monotonically  after  reaching  the  threshold  fluence  of  107 

n/cm2. 

Low  fluence  test  points  exhibited  a  nearly  flat  distribution  of  densities,  similar  to 
the  pattern  observed  in  Figure  17.  Variance  in  these  low  fluence  data  points  was  nearly 
constant  up  to  approximately  10  n/cm".  However,  above  this  fluence,  the 
measurements  began  to  display  what  appears  to  be  a  Poisson  distribution,  indicating  that 
the  probability  of  an  interaction  in  the  film  is  small  and  independent  of  time  [14],  and 
thus  validating  the  assumption  that  the  Schwarszchild  effect  is  negligible.  As  expected 
from  a  Poisson  process,  the  variance  increases  with  the  mean.  This  leads  to  the 
conclusion  that  measurements  of  higher  fluences  would  be  more  inaccurate.  Finally,  the 
data  for  109  15  n/cm2  shown  in  Figure  21,  indicates  that,  aside  from  Poisson  statistics,  the 
film  responds  very  differently  to  similar  fluences.  In  this  histogram,  there  appear  to  be 
two  separate  distributions.  This  could  have  been  caused  by  slight  differences  in  handling, 
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processing,  and  storage,  but  intimates  that  the  film  is  unpredictably  sensitive  to  many 
factors  aside  from  the  fluence. 


4.3  Notes  on  Detector  Performance 

In  one  detector,  the  gadolinium  oxide  base  separated  despite  repeated  compacting 
during  construction.  The  exact  cause  of  this  is  unknown  because  it  was  not  observed  in 
both  detectors,  but  the  separation  is  suspected  to  be  the  result  of  further  compaction 
during  testing.  Some  of  the  powder  then  migrated  to  the  areas  under  the  electrical  tape, 
resulting  in  less  powder  being  present  in  the  reservoir.  This  was  only  observed  in  one 
half  of  the  reservoir,  and  so  the  detector  was  considered  functional  as  long  as  the  BPI  was 
placed  over  the  solid  powder  base.  The  half  that  had  lost  powder  was  obviously  thinner 
when  vacuum  sealed  than  the  unaffected  portion  of  the  detector.  Only  a  qualitative 
comparison  of  thickness  was  noted,  because  measurement  would  require  destruction  of 
the  detector.  Nonetheless,  these  regions  showed  similar  film  densities  to  intact  regions, 
as  reflected  by  the  random  distribution  of  neutron  densities  with  respect  to  measurement 
location  in  Figure  19,  validating  the  derivation  from  Section  2.1.2. 

A  calculation  of  detector  efficiency  in  developed  grains  per  incident  neutron  is 
impossible.  While  it  is  feasible  to  model  the  number  of  electrons  produced  and 
transported  into  the  film,  establishing  a  link  between  the  number  of  electrons  and  the 
number  of  exposed  grains  is  impractical.  Doing  so  would  require  knowledge  of  the  silver 
bromide  grain  size,  shape,  and  dispersion,  amounts  of  silver  sulfide  in  each  crystal,  and 
some  model  of  the  chemical  reactions  which  produce  the  developed  film.  These  factors 
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are  all  proprietary.  Even  tedious  counting  of  exposed  grains  under  a  microscope  would 
not  provide  a  reliable  measure  of  the  electron  to  exposed  grain  conversion  efficiency 
because  it  would  require  accurate  knowledge  that  a  crystal  had  been  exposed  by  multiple 
electrons.  Therefore,  the  efficiency  of  this  device  is  better  characterized  by  the  location 
and  slope  of  the  useable  region.  A  threshold  fluence  of  107 154  n/cm2,  or  1.427x  107,  is 
required,  based  on  the  first  recorded  data  point  above  background.  Given  that  the  slope  is 
0.214  ±  0.022  density  units  per  decade,  and  the  resolution  of  the  densitometer  used  (0.02 
density  units),  the  detector  mechanism  can  distinguish  between  fluences  with  logarithms 
differing  by  0.08  to  0.10.  Taking  a  0.1  decade  error  as  illustrative,  this  would  correspond 
to  a  relative  error  of  fluence  on  a  linear  scale  between  +25.8%  and  -20.6%.  ft  must  be 
noted  that  the  detector  threshold  is  dependent  on  the  neutron  flux;  if  the  assumed  flux  of 
45 14  n/cm  -s  is  inaccurate,  the  threshold  will  change.  However,  the  detector  resolution 
will  remain  the  same,  as  the  slope  on  a  logarithmic  plot  will  be  unaffected. 

Aside  from  film  performance,  two  unexpected  problems  arose  with  film  handling 
and  development.  Many  of  the  low  exposure  films  exhibited  developing  marks,  which 
were  impossible  to  predict  and  completely  damaged  the  fdm,  as  in  Figure  23.  These 
marks  resulted  in  densities  differing  by  up  to  0.2  density  units.  No  pattern  was  identified 
which  caused  these  patterns. 
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Figure  23  -  Striations  apparent  in  a  low  (100  s)  exposure  film. 


Residual  developing  chemicals  on  six  of  the  films  reacted  with  aluminum  foil  and 
supplied  packaging  used  to  store  them  and  caused  irreparable  damage,  as  shown  in  Figure 
24  below.  Developed  films  were  also  sensitive  to  water,  which  appeared  to  destroy  the 
film’s  protective  layer.  Both  of  these  occurrences  were  unforeseen,  and  it  is  difficult  to 
rule  out  the  possibility  of  other  unanticipated  film  damage  mechanisms. 


Figure  24  -  A  developed  film  destroyed  by  contact  with  aluminum. 
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V.  Conclusions 


While  the  detectors  did  not  perform  to  the  standards  desired,  they  did  provide  a 
proof  of  principle  for  this  detection  mechanism.  Film  density  can  be  a  measure  of 
thermal  neutron  fluence.  However,  this  particular  mechanism  suffers  from  problems  of 
repeatability  and  measurement  stability. 


5.1  Effectiveness 

A  few  of  the  design  goals  were  met.  The  detectors  are  easily  constructed  and 
entirely  passive.  The  exposed  films  are  stable  against  further  radiation  once  developed, 
and  information  contained  in  the  latent  image  is  stable  over  time.  After  development,  the 
films  provide  a  permanent  record.  Finally,  the  detectors  are  very  economical.  Each 
assembly,  including  the  gadolinium  oxide,  film,  aluminum,  Mylar,  and  BP1,  was 
approximately  $20.  Only  the  aluminum  foil  and  film  were  not  reusable,  making  the  cost 
of  each  measurement  after  initial  construction  only  $1.20.  Processing  was  free;  if  this 
were  not  provided,  the  cost  of  each  measurement  would  be  less  than  $1.50. 

While  the  detector  method  met  the  design  goals,  it  failed  three  of  the  four 
experimental  qualifications  established  in  Section  1.2,  namely:  film  response  was  not 
reproducible  between  equal  fluence,  the  minimum  detectable  fluence  was  much  greater 
than  1000  n/cm  ,  and  the  uncertainty  in  any  fluence  predictions  based  on  a  measurement 
of  film  darkness  was  greater  than  10%. 
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The  concept  of  using  the  BPI  to  distinguish  between  direct  and  scattered  neutrons 
appears  to  be  useful  only  when  the  ratio  of  direct  to  scattered  neutrons  is  very  large;  when 
the  detector  is  in  the  presence  of  a  large  fraction  of  scattered  neutrons,  as  with  the 
graphite  pile,  the  BPI  cannot  be  used  to  quantify  the  ratio.  The  derivation  of  the 
equations  in  Table  2  assumes  that  the  shadow  of  the  far  boron  disk  is  distinguishable 
from  the  rest  of  the  image.  When  this  is  not  true,  as  in  the  case  of  high  scattered  neutron 
contribution,  the  equations  fail.  The  geometry  of  the  BPI  is  such  that  neutrons  less  than 
33  degrees  from  the  normal  vector  are  considered  direct.  [12]  The  only  way  to  expand 
this  cone  would  be  to  have  a  much  wider  disk  of  boron,  which  would  inevitably  obscure 
the  entire  sensitive  region.  Therefore  the  BPI  is  unsuitable  for  this  application.  If  this 
research  were  repeated,  or  an  application  existed  where  quantifying  film  exposure 
contribution  from  different  sources  was  necessary,  a  highly  collimated  thermal  neutron 
beam  would  be  needed.  This  could  be  accomplished  by  constructing  a  collimator  of  a 
small  diameter  and  placing  the  detector  far  away,  such  that  the  ratio  of  distance  from  the 
source  to  collimator  diameter  (the  L/D  ratio)  was  greater  than  50.  This  is  based  on  the 
best  practices  recommended  in  [4].  The  collimator  could  be  constructed  of  a  drilled  piece 
of  polyethylene,  or  a  reservoir  of  gadolinium  oxide  with  a  centered  hole.  It  must  be  noted 
that  this  configuration  would  greatly  reduce  the  flux,  and  result  in  enormously  high 
irradiation  times  to  achieve  the  fluences  used  here. 

This  method  necessitates  a  calibration  for  different  films  or  developing  methods. 
Other  repetitions  of  this  research  elsewhere  would  most  likely  observe  different 
thresholds  and  slopes.  It  cannot  be  generalized  to  provide  a  curve  of  density  versus 
exposure  for  any  film  type  and  any  developing  conditions. 
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Another  downfall  of  this  method  was  that  although  the  data  in  the  films  were 
inherently  stable,  the  films  themselves  were  susceptible  to  damage  during  development 
and  storage.  This  unavoidable  uncertainty  prevents  this  method  from  yielding 
consistent  and  accurate  results.  While  these  marks  were  observed  only  in  low  exposure 
films,  this  may  be  because  changes  in  film  density  were  easier  to  quickly  observe  at  low 
density,  since  density  is  a  logarithmic  quantity.  At  higher  densities,  developing  marks 
may  have  been  present,  but  not  immediately  identifiable. 

The  films  are  inherently  sensitive  to  chemicals  in  order  to  be  developable.  This 
sensitivity  renders  the  films  susceptible  to  a  variety  of  substances  encountered  during 
testing  and  storage,  which  irreparably  obscures  the  data  point.  Data  redundancy  is 
absolutely  critical,  and  in  many  applications,  such  as  neutron  detection  in  a  single 
location  during  a  single  and  unique  N1F  shot,  this  is  unacceptable. 


5.2  Way  Forward 

It  appears  that  this  method  of  measurement  is  not  a  viable  one  for  the  original 
intent.  The  film  is  not  nearly  sensitive  enough  to  be  practical.  The  method  may  be 
improved  by  the  use  of  gadolinium  foil  rather  than  gadolinium  oxide.  This  would  negate 
the  need  for  an  intervening  Mylar  layer,  and  allow  a  greater  portion  of  electrons  to  reach 
the  film.  However,  this  would  decrease  the  number  of  absorbed  neutrons,  unless  a  very 
thick  foil  were  used.  This  would  also  abandon  the  clear  benefits  of  gadolinium  oxide; 
namely,  price  and  chemical  stability. 
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Although  the  developing  system  was  standardized,  film  development  nonetheless 
showed  some  inconsistencies.  The  films  were  also  sensitive  to  some  unanticipated 
factors  during  storage.  These  both  produced  visibly  noticeable  blemishes  on  the  films.  It 
is  reasonable  to  conclude  that  other  environmental  and  developmental  factors  produce 
similar  changes  to  the  films  which  are  not  as  readily  apparent  but  still  affect  density 
measurements.  To  be  viable,  development  issues  causing  problems  as  seen  in  Figure  23 
would  need  to  be  identified  and  prevented,  and  testing  conducted  to  ensure  that  storage 
conditions  do  not  affect  film  density. 

A  few  advantages  of  this  technique  remain.  Despite  its  failures,  it  is  cheap  and 
rugged.  Though  not  experimentally  proven  here,  other  work  predicts  that  the  device  will 
respond  differently  to  neutrons  entering  from  the  rear  and  from  the  front.  [5]  By 
increasing  the  thickness,  as  done  here,  this  conceivably  allows  for  directional 
discrimination.  This  could  be  useful  as  a  means  of  detecting  nuclear  material  in  shipping 
containers.  If  the  threshold  were  somehow  lowered  two  or  more  orders  of  magnitude, 
devices  could  be  dispersed  through  a  container,  and  a  certain  threshold  darkening  could 
confirm  the  presence  of  neutrons  emitted  from  a  source  and  then  moderated  by  the 
shipping  container’s  contents.  It  could  also  be  used  for  extremely  high  thermal  neutron 
fluences  where  traditional  measurement  methods  may  be  damaged.  This 
notwithstanding,  the  method  is  not  suitable  for  NIF  measurements. 
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Appendix  A:  Scanned  Images  of  Sample  Films 


Figure  25  -  Images  of  exposed  films. 


Table  9  -  Data  for  Films  Shown  in  Figure  25 


A 

B 

C 

D 

E 

F 

G 

H 

I 

Target 

Exposure 

(s) 

0 

102 

102  5 

103 

1035 

104 

1045 

10  s 

10s  5 

Actual 

Time 

(DD:HH:M 

M:SS) 

0 

1:40 

5:16 

16:40 

52:42 

2:40:00 

8:47:03 

1:3:36:24 

3:15:50:25 

Uncertainty 

(s) 

- 

40 

40 

40 

40 

40 

40 

40 

40 

Fluence 

(n/cm2) 

- 

4.5xl05 

1.4xl06 

4.5  x  1 06 

1.4xl07 

4.3  x  1 07 

1.4xl08 

4.5x10s 

1.4xl09 

Fluence 

Uncertainty 

(%) 

- 

40 

13 

6.5 

5.3 

5.2 

5.2 

5.2 

5.2 

82 


Appendix  B:  Raw  Measurement  Data 


Table  10  -  Raw  Data  from  Background  Films 


Point  1 

Point  2 

Point  3 

Point  4 

Point  5 

Film  1 

0.96 

0.82 

0.85 

0.8 

0.8 

Film  2 

0.63 

0.79 

0.66 

0.65 

0.77 

Film  3 

0.67 

0.68 

0.67 

0.73 

0.66 

Film  4 

0.83 

0.68 

0.77 

0.76 

0.76 

Table  11  -  Raw  Data  from  Irradiated  Films 


Film 

Identification 

Location 

Point  1 

Point  2 

Point  3 

Point  4 

Point  5 

1:40-1 

Discarded  due 
to  markings 

1:40-2 

Center 

0.69 

0.72 

0.62 

0.67 

Left 

0.66 

0.7 

0.65 

0.66 

0.64 

Right 

0.65 

0.66 

0.66 

0.66 

0.68 

Top 

0.66 

0.66 

0.66 

0.66 

0.67 

Down 

0.64 

0.65 

0.65 

0.65 

0.68 

Off  Reservoir 

0.68 

0.66 

0.66 

0.67 

0.66 

5:16-1 

Discarded  due 
to  markings 

5:16-2 

Center 

0.65 

0.67 

0.7 

0.7 

0.67 

Left 

0.67 

0.66 

0.65 

0.65 

0.67 

Right 

0.64 

0.66 

0.68 

0.65 

0.66 

Top 

0.65 

0.66 

0.68 

0.67 

0.67 

Down 

0.67 

0.66 

0.67 

0.65 

0.67 

Off  Reservoir 

0.63 

0.64 

0.66 

0.68 

0.66 

16:40-1 

Center 

0.69 

0.71 

0.68 

0.7 

0.68 

Left 

0.66 

0.66 

0.68 

0.66 

0.69 

Right 

0.68 

0.67 

0.69 

0.68 

0.7 

Top 

0.63 

0.63 

0.66 

0.67 

0.7 

Down 

0.64 

0.68 

0.66 

0.67 

0.68 

Off  Reservoir 

0.62 

0.68 

0.67 

0.69 

0.68 

16:40-2 

Center 

0.62 

0.6 

0.65 

0.62 

0.67 

Left 

0.63 

0.65 

0.62 

0.65 

0.62 

Right 

0.67 

0.63 

0.64 

0.64 

0.65 
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Film 

Identification 

Location 

Point  1 

Point  2 

Point  3 

Point  4 

Point  5 

Top 

0.66 

0.65 

0.65 

0.67 

0.62 

Down 

0.63 

0.63 

0.54 

0.58 

0.65 

Off  Reservoir 

0.68 

0.67 

0.66 

0.64 

0.59 

16:40-3 

Center 

0.59 

0.64 

0.62 

0.64 

0.64 

Left 

0.62 

0.62 

0.67 

0.62 

0.61 

Right 

0.61 

0.64 

0.6 

0.6 

0.62 

Top 

0.62 

0.62 

0.62 

0.62 

0.63 

Down 

0.65 

0.59 

0.62 

0.59 

0.64 

Off  Reservoir 

0.62 

0.59 

0.58 

0.59 

0.63 

16:40-4 

Center 

0.57 

0.63 

0.63 

0.63 

0.6 

Left 

0.61 

0.61 

0.63 

0.7 

0.7 

Right 

0.63 

0.62 

0.65 

0.65 

0.66 

Top 

0.6 

0.6 

0.61 

0.68 

0.71 

Down 

0.6 

0.65 

0.64 

0.65 

0.73 

Off  Reservoir 

0.64 

0.64 

0.67 

0.68 

0.68 

52:42-1 

Center 

0.94 

0.99 

0.98 

1.01 

0.71 

Left 

0.96 

0.98 

0.98 

0.96 

0.97 

Right 

0.98 

0.98 

0.97 

0.98 

0.96 

Top 

0.95 

0.96 

0.94 

0.98 

0.95 

Down 

0.94 

0.97 

0.96 

0.95 

0.99 

Off  Reservoir 

0.94 

0.96 

0.93 

0.95 

0.97 

52:52-2 

Center 

0.91 

0.83 

0.83 

0.89 

0.95 

Left 

0.9 

0.88 

0.9 

0.9 

0.83 

Right 

0.93 

0.89 

0.89 

0.91 

0.89 

Top 

0.94 

0.96 

0.93 

0.93 

0.89 

Down 

0.88 

0.84 

0.84 

0.86 

0.91 

Off  Reservoir 

0.85 

0.85 

0.83 

0.83 

0.87 

2:40:00-1 

Center 

1.1 

1.09 

1.04 

1.11 

0.84 

Left 

1.04 

1.07 

1.04 

1.04 

1.08 

Right 

1.02 

1.12 

1.07 

1.08 

1.07 

Top 

1.02 

1.06 

1.07 

1.06 

1.08 

Down 

1.02 

1.05 

1.02 

1.03 

1.08 

Off  Reservoir 

0.98 

1 

0.97 

0.99 

1.03 

2:40:00-2 

Center 

1.01 

1.01 

1.05 

1.1 

1 

Left 

1.01 

1.02 

1.03 

1.07 

1.09 

Right 

1.05 

1.02 

1.05 

1.09 

1.05 

Top 

0.99 

1.07 

1.06 

1.06 

1.09 

Down 

1.03 

1.04 

1.07 

1.12 

1.08 
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Film 

Identification 

Location 

Point  1 

Point  2 

Point  3 

Point  4 

Point  5 

Off  Reservoir 

0.94 

0.96 

0.98 

1.03 

1.08 

8:47:03-1 

Center 

1.21 

1.25 

1.24 

1.29 

1.01 

Left 

1.23 

1.23 

1.24 

1.29 

1.29 

Right 

1.21 

1.24 

1.3 

1.29 

1.33 

Top 

1.24 

1.23 

1.3 

1.35 

1.31 

Down 

1.19 

1.23 

1.24 

1.29 

1.33 

Off  Reservoir 

1.08 

1.14 

1.16 

1.18 

1.25 

8:47:03-2 

Center 

1.26 

1.31 

1.32 

1.33 

1.22 

Left 

1.29 

1.33 

1.28 

1.32 

1.3 

Right 

1.32 

1.26 

1.28 

1.35 

1.29 

Top 

1.23 

1.3 

1.32 

1.31 

1.33 

Down 

1.2 

1.3 

1.29 

1.27 

1.36 

Off  Reservoir 

1.07 

1.13 

1.07 

1.14 

1.31 

1:3:30:00-1 

Center 

1.78 

1.76 

1.84 

1.9 

1.13 

Left 

1.69 

1.7 

1.77 

1.95 

1.93 

Right 

1.71 

1.8 

1.91 

1.89 

1.94 

Top 

1.73 

1.79 

1.89 

1.97 

1.93 

Down 

1.71 

1.76 

1.83 

1.94 

1.94 

Off  Reservoir 

1.44 

1.46 

1.49 

1.62 

1.94 

1:3:30:00-2 

Center 

1.77 

1.83 

1.89 

1.95 

1.59 

Left 

1.73 

1.79 

1.87 

1.89 

1.96 

Right 

1.79 

1.84 

1.93 

1.95 

1.94 

Top 

1.77 

1.81 

1.91 

2 

1.94 

Down 

1.76 

1.85 

1.91 

1.95 

1.95 

Off  Reservoir 

1.54 

1.57 

1.6 

1.58 

1.97 

1:3:36:24-3 

Center 

1.8 

1.9 

1.94 

1.98 

1.6 

Left 

1.8 

1.87 

1.88 

1.98 

1.98 

Right 

1.81 

1.9 

1.91 

1.93 

1.98 

Top 

1.79 

1.88 

1.85 

1.97 

1.98 

Down 

1.76 

1.84 

1.88 

2 

1.93 

Off  Reservoir 

1.35 

1.39 

1.44 

1.55 

1.93 

1:3:36:24-4 

Center 

1.78 

1.89 

1.89 

1.99 

1.56 

Left 

1.8 

1.88 

1.89 

2 

2.04 

Right 

1.83 

1.86 

1.91 

2.01 

2.04 

Top 

1.77 

1.9 

1.87 

2.02 

2.05 

Down 

1.76 

1.8 

1.81 

1.97 

2.02 

Off  Reservoir 

1.55 

1.61 

1.63 

1.73 

1.99 

87:50:25-1 

Center 

2.45 

2.48 

2.59 

2.8 

1.77 
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Film 

Identification 

Location 

Point  1 

Point  2 

Point  3 

Point  4 

Point  5 

Left 

2.51 

2.55 

2.63 

2.74 

2.8 

Right 

2.47 

2.53 

2.63 

2.77 

2.79 

Top 

2.51 

2.47 

2.6 

2.92 

2.86 

Down 

2.46 

2.52 

2.58 

2.83 

2.84 

Off  Reservoir 

1.73 

1.77 

1.77 

1.88 

2.79 

87:50:25-2 

Center 

2.55 

2.62 

2.68 

2.9 

1.92 

Left 

2.56 

2.6 

2.68 

2.78 

2.92 

Right 

2.57 

2.6 

2.75 

2.87 

2.96 

Top 

2.49 

2.54 

2.6 

2.72 

2.9 

Down 

2.52 

2.52 

2.62 

2.87 

2.86 

Off  Reservoir 

2.15 

2.23 

2.3 

2.41 

2.92 

87:47:03-1 

Center 

2 

2.07 

2.26 

2.14 

2.51 

Left 

2.01 

2.02 

2.05 

2.13 

2.21 

Right 

2.03 

2.07 

2.07 

2.16 

2.21 

Top 

2.03 

2.04 

2.03 

2.16 

2.17 

Down 

2.2 

2.19 

2.13 

2.15 

2.16 

Off  Reservoir 

1.77 

1.93 

1.85 

1.89 

2.11 

87:47:03-2 

Center 

1.99 

2.01 

2.03 

2.09 

2.01 

Left 

1.97 

2.04 

2.01 

2.05 

2.05 

Right 

2.03 

2.03 

2.02 

2.08 

2.13 

Top 

2 

2.06 

2.03 

2.08 

2.1 

Down 

1.95 

2.04 

1.96 

2.05 

2.08 

Off  Reservoir 

1.65 

1.76 

1.74 

1.82 

2.07 
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